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Abstract 

In October 2004, the U.S. Environmental Protection Agency (EPA) Region IX conducted 
a· series.· of tests in ·and around El Dorado Hills; California, ·to assess the potential 

· exposure •of. ._residents to naturally occurring asbestos , fibers . An EPA c~ntracted 
laboratory, Lab/Cor, evaluated air samples coUected during these tests to determine_ the 

· presence and con·cen_trations of. asbest.os·fibers: The ISO 10312 ana.fyticar method·was 
· .. used~- Another 'EPA contracted laboratory, TEM Asbestos Laboratory, evaluated . soil . 

samples for asbestos . content. · EPA releaseq a report _ summarizing the results of this 
testing to the general ·public in May 2005. T~e study, Ei . _Dorado Hills, Naturaily 
Occurring Asbestos · Multimedia Exposure · Assessment Preliminary Assessment and 

- Site Inspection ·Report Interim Final ("El Dorado· Hills Study"), concludes .that as_bestos 
. fi_bers are pr'3sent i~ botti t~e --s_oil and b~ckgro'und air and notes. exposure t~ elevated · 
concentrations of asbestos fibers in connection with activity-based monitoring. 

fn September 2005, RJ Le,-e Group was contracted to conduct a peer review of the El 
· -Dorado Hills. Study. · Specifically, the · RJ Lee Group_ was asked to evaluate whether the 
· air and soil data. ·gathered and analyzed by EPA and the contracted laboratories support 
th·e- published fitldings, and. to assess· the data collected using the lafest science 
concerning asbestos fiber definition as associated with potential health risk. As set forth 
fully in the attached evaluation, the RJ Lee Group makes the following findings:-

1 .· Based ·on Mineralogy, Sixty-Three Pe·rcent (6.3%) · of the Am·phibole 
Particles Identified as· Asbestos Fibers can not be.Asbestos. 

The .EPA performed eJectron · dispersive x-r~y analyses (EDXAs) on a representative 
. ~ampl·ing of. amphibole (actinolite )_ particles. It is . well-established that partides 

cla~sified a~ asbestiform amphiboles contain · only _trace quantities of alumrnum. 
·· · Detailec;t _mineralogical analyses hav~ shown that the aluminum· content. of asbestiform 

.. . actinolite _i's ·Iess than ·o:3 -aluminum atoms per formula unit" (pfu). Particles with more ·_ . 
. than 0.3 aluminum atoms p'fu or about -1.5 percent" Al2O3 cannot form in the · asbestos 
h~-bit due to crystal -lattice constraints. 

-Base·d on a review of the EDXAs; sixty-three percent (63%) of the reported amphibole 
actinolite particles the El . Dorado Hills · Study identified as . asbestos · fibers contain 
sufficient aluminum to prevent the_ development ofasbestiform. habit (i.e ., they contain 
more than 1 .. 5 percent Al2O3). The rernaining . thirty-seven percent (37%) are, . by virtue 

. of t~_eir particle·dimensions,. also non-asbest~s particles. 

The selected area electron diffraction (SAED) patt~rn ·analyses performed by· the EPA 
laboratory further corroborates that the amphibole particles collected for the El Dorado 
Hills study" are non-asbestiform minerals. SAED d~ta provides information on a 
mineral's atomic structure. 
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2. 'The Laboratory ·Procedures did not Comply With the NVLAP Quality 
Assurance Standard. · 

Accredited l_aboratories must comply with the quality assurance sta,:idard promulgated 
by the National" Volunt~ry · La~oratory Accreditation Program (NVLAP). The NVLAP . 
standard limits acceptable false positives to ten percent (10%). The fal~e- positive 
per~entage for Lpb/Cor's_ dat~-· analyses was thirty.:.~ve_ pen~~rit (35% )._ . . · · 

· 3. The Soil Samples do not Demonstrate ·the . Presence of Amphibole · 
Asbestiform Minerals. 

. . . 

As part of the· El Dorado Hiils Study, th~ ~PA also collected s9il_ samples in the locations 
where airborne testing activities Viere performed. TEM Asbestos Laboratories·, an· EPA 
subcontractor, .. analyzed the soH samples usin·g pol.arized light microscopy (PLM) · and 
concluded_ that the amphibole con_ten~ was consistent with actinolite . asbestos. 

· The amphibole actinolite . particles reported as asbestos in the soil samples .had a 
· reported extinction angle of 12 degrees.· Non-zero extinction angles are: an intrinsic 
prope.rty of monoclinic· ·amphibole rock fragments (non-asbestos cleavage fragm_ents), 
a·nd zero-degree ~xtinction . angles are a property of am_phibole · asbestos. 
Con·seque~tly, the amphibole particles reported in the soil samples cannot be 
asbestifotm. . . · 

RJ Lee Group obtained splits of 23 soil samples collected from areas V{her~ 'the EPA 
activity-based sampling had indi~ated elevated fiber concentrations. The . an·aryses · 
compl_eted by RJ Lee Group confirm that the amphibole minerals present ·in the soil 
contain elevated levels of aluminum indicative of hornblende and · non-asbestos :· 
actinoljte .. A11 of the amphibo.le particles detected were non--fibrous cleavage-fragm_ents. 

4. · The ISO · 10312 Analytical Method can not Distinguish Between 
Asbestos Fibers .and Non-Asbestos Cleavage ·Fragments . 

· · The El · Dorado Hills -Stu.dy's analytical method used to count airborne asbestos fibeis, 
ISO 10312, cannot different_iate between asbestos fibers .and non-asbestos cleavage 
fragments. ISO 10312· states, "The method cannot discriminate between indivic;tual 
fibers of asbestos. and non-asbestos analogl:JeS -of the_ sample amphibole material." _As 
·a result, _EPA methodi~ally inflated the reported asbesto~ -concentrations with non
asbestos cleavage fragm·ents that are .not known to produce asbestos-like-di~ease . . 

. ' . . . . . ' 

Furthermore, analysis of the laboratory data shows that thirty-five percen·t (35%) of all · · 
amphibole particles that the El Dorado Hills Study identified as amphibole ·asbestos 
fibers have aspect ratios pf less than 5: 1 and do. not, even under the general ISO 10312 .· 
standard ; meet the _de.finition of an "asbestos fiber". · 
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Applying the Latest Science· And Definitional Techniques, · the El 
Dorado Hills Study Shows no Significant Exposure to the Type of 
Amphibol~ Asbestos Fiber C_onne_cted to H_ealth Risk . 

. · ' 

The latest science . for measuring the risk posed by asbestos is the Berman-Crump 
. Asbestos Risk Assessment Protocol (Ber.man~Crump· ·Protocol) as Feferenced ·_by the 
Agency for Toxic Substances ·and Disease· Registry. 'This ·protocol is the result oCan 
_EPA fund~d, multi-year stu.~y (revised ·in 2003) that demonstrates airborne· amp~ibole 
asbestos fibers_ ·that are _ long and thin (longer than 10 micrometers (µm) and having 
widths that are less .than 0.5· micrometers) are understood to be of most concern with 

. ·respect to health risk. 

I~ t_he El Dorado Hilis ·_ study, EPA'_s contract ~aborato_ry identified 2/386 -aniphibole 
. particles as· amphibole asbestos fibers. Based on a reyiew of the ·data, only 42 of these 

reported· ''fibers" were less -than 0.5 micrometers in w1dth and longer than 5 
_mi_crometers: ·only-7 of these reported fibers were lc_mger than 10 micrometers and less · 
than 0.5 .micrometers in width: 
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1.· Introduction 

: Serpentine and amphibole minerals can be found iri the bedro_ck of about forty percent 
( 40%) of the United States. With the proper g_eological conditions, these minerals may 
form into long, thin fibers that could have (at.one time) commercial value and woulo be 
classified as "asbestos" .. · In California,_ specifically in the western. foothills of the Sierra 

·. Nevada mount~ins and the Coast' Range mount_ains·,. the . bedrock contains thes·e· · . 
. · minerals. ·with~n t~is bedrock,· whe're the rock_. has undergone sign1fi~c1nt shearing _or 
~aulting,_ these minerals may occur as asbe.stos. · 

The El Dorado Hills region, . located in the western foothills. of the Sierra. Nevada 
mountai.n_s, has · experienced significant populati'on growth . over the last_ 40 years,· 

. resulting ·. in ·extensive. building development. · · Parts of these ·developments· have 
occurred. over the regions of · bedrock that may ·contain asbestiform amphibole and 

. _ctirysot(le · min~rals, raisin•g the 'residents' concerns ·over possible ·exp·osure to the 
. minerals. Prior testing and evaluations of th_e s<;>ils have been conducted by' local and 

state authorities a_nd verified that amphibole a(1d ·serpentine minerals are in the local 
·sails. . . 

· . At the request of a citizen, the U.S. Environmental Protection Agency (EPA) assessed 
the ppssible ·exposure to .airborne asbestos fibers in several locations in and around El 
Dorado Hills in the parks and s1/hool areas. Tt,is assessment, conducted -in October 
2004, . comprised of conducting a series of activities typical of · the areas being 
investigated,· collecting the generated airborne particles, and analyzing these· particl.es 

. for asbestos concentrations. In May 2005, ·an ·interim _final report1 of these assessments ·. 
was issued. Figure 1-1 shows the locations of the test areas in El Dorado Hills, CA. · 

Rj Lee Group obtained the produced laboratory · data for this assessment ·and has ·_ · 
evaluated the data to det~rmine the reliability of these analyses. RJ · Lee ~roup also . 

·. · rec~ived several $plit · samples of ._.-soil taken .from the areas ~here activity-ba~ed · a_ir 
$amp!es w~re ·coll~cted. ·This report deta1l.s the evaluation of thes·e data from ·the testing 
ih ~I: Dorado Hills as weU as summarizes the results of the soils testing. . 

1.1· sa·ck_groun~ on R~ Lee Group 

Rj Lee Group, Inc., · ("RJ Lee Group") has its principal office in Monroeville, 
Pennsylvania, · and laboratories ·in San Leandro, California; and Manassas, Virginia. RJ 

_ ·- ·. . 
1 

Ecology and . Environment;. Inc. (2005) . . "El . Dorado Hilis Naturally Occurring . Asbestos Multimeoia 
_ Exposure Assessment El Dorado· Hills, California Prelimina·ry Assessment and Site Inspection Report 

Interim Final", Contract-No. 68-W-01-012; TDD No.: .09-04·01-001 1; Job No.: 001275.0440 . .01CP.' ·· 
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Lee Group provides· research 1 
analytical and consulting services rerating to materials 

characterization. 2 
· 

. RJ Lee Gr.cup has a l_ong hi~tory of scientific consylting and service for governme_nt 
agenCie_s, including the U.S. Environmental Protection Agency (EPA). RJ Lee. Group's 
laboratory has ~erved a~ a quality assurance and referee laboratory on a number o_f 
EPA programs and performed the analys~s for the EPA's major study on airborne levels 

·• of ·asbestos iri public buildings. RJ ~ee Group has participated in the development by . 
the EPA ·and American- Society for _Te$ting and Materials (ASTM) of analytica_l meth9ds -
and · procedures for asbestos analyses. The EPA requested ·that Dr. Richard Lee 
(President of RJ Lee ·Group) ·personally participate in several projects, including the 
drafting · of the analytical portions3 

· of the EPA Asbestos Haza.rd Emergency Reduction 
Act (AHERA) . regulations governing air.· sample analysis following an asbestos· 
abatement: · Dr. Lee was _also a membe_r of the l_iterature review panel for the Health 
Effects ·institute - Asbesto~ -Research_ (HEl.:.AR) program . that summarized the existing 
li~erature of asbestos up to 1990. 

RJ Lee Group also pertorms · analyses for _the .United States Navy, the United States 
Arr:ny and th~ United States General Services Administration. RJ Lee Group has : 
developed-a program fo d¢termine the cause of failure in components of the guida_n_ce . 
system in the Trident mi~sile for the· Department of the Navy. RJ Lee Group's . 
laboratory has also performed microscopic analyses for the State of California Air. 
Resources Board when that agency performed testing of the air in m~jor cities in . the 
State· of Cal_ifornia to determine the presence of asbestos. · 

2 
Materials characterization of bulk building materials, also referred to .as "constituent analysis",· involves 

___ _ · _ ~!~J~j9 a Sample of m~terial using various techniqu~s t_o identify and quantify the components of that 

The TEM analytical ~eth?d can be found at 40 CFR, PaF.t 763, Appendix A to· Subpart E. 
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2. · Data Source 

2.1 Laboratory Data for Air _Filters 

· The an~lytic_al laboratory for. the EPA project is· Lab/Cor, Inc., located -:at 7619 6th Ave. 
NW, Seattle, WA 98117.· The labor~tory.has various -accreditations to perform .asbestos· 

· testing, including the National Voluntary Laboratory Accreditation Program (.NVLAP) a~ 
_ laboratory 10192-0 . . According to its web- sit_e (www.labcor.net, accessed Augusf 13, 
2005), the laboratory director is John Ha.rris and there is one· transmission electron · 

· microscopy (TEM) analyst, Dirk Wipprecht The labora_tory operates a Philips 410 
transmission electron microscope (TEM). 

The laboratory data was produced as a series of Adqbe TM (pdf) files on two -compact 
disks (la.peled l'Raw Data Summaries Group by Activity" and "Raw Data Summaries 
Plus Detail Grouped by Activity") sent to RJ. Lee Group by Ecology and Environrnent, 

· Inc.' (the prime cont~actor'on the El Dorado Hills project). The data appeared ori' one of 
two forms (sh9wn in Figures. 2-1 and 2-2), with Figure 2-1 being a . summary .of the 

. sampi~ analysis and Figure 2-2 showing the count sheet for the sample. 

· Each sample has three sample identifications, two _of which are shown on Figures 2-1 
and 2-2. The first identification is the field sample number or client sample number 
(AAMS-001-092704, e.g.). Ttle second identification is listed as the "Lab/Cor Sample · 
No." (B 4 762 S20 A 1, e.g.). The third number appears on quality assurance analyses 
sheets and is a combination of the "·Report#". ·(041174R5, Figure 2-1·) and a portion of . 
the Lab/Cor number. The third number is created by combining the portion of the report 
number before the "R" ("04117 4") and th_e numerical val~e after the "S" in· the Lab/Cor · 
sample number ("20"), creating -"04117 4-20". 

There were ·· two versjons of Figure· 2-1 in · the data set. The ·difference in the two . 
versions ·is·tiie classifications "PCM Equivaient Structures - US" ·(Figure 2-.1) an_d ."PCM 

. Equivalent Stru(?tures .:.... . ISO'! (such as in . sample SFBA-H2-2FD-100504). ~f .was 
assumed that these two classifications are· equivalent. No explanation . for this 
difference couid be found· in the May report. · 

·.Table 2-1. shows the number of ·samples collected -· (collated according _ to the Tables 
contained in the EPA's -May report) and analyzed as part of this project. · In addition ·to 
the two analysts identified .in the Lab/Cor web s·ite, two other analysts were identified on · 
the laboratory data sheets - KM and TM . .. The total number of analyses performed by 
each. person (including q·uality assurance analyses) was: OW - 94, JH - 119, -KM -
152, and TM - 47. . . 

On _September 6, 2005, two additional disks · were received which contained the same· 
infor_m':1tion_ as was previ~usly received, ~s well as copi.es-of rec~rded energy d~spersive 

.-
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X-ray spectra (EDXA, chemical signatures of the particles) and selected area electron 
diffraction pattern analyses (SAEQ, information on the crys!al struct_ure of the p~rticle). 

2.1.1 Analytical Procedure . . 

The _air. samples colle.cted by the EPA duri~g the activity ~ased testing were r~porteqly 
analyz_ed ·using the ISO 10312 a.nalytical procedure. This procedure_ is .applic~b.le to the 

. de.termination of airborne asbestos and ·for detailed evaluation . o_f any atmosphere· in 
. which · asbe~tos -structures · are - likely to be the predominant . particle· -present. · · .Most, · 
. countable particles in ambient atmospheres .are not asbestos,. _and ·therefore. there is a 
. requirement for fibers to -be identified. The ISO 10312 procedure uses a transmission 
electron microscope and counts as asbestos fib.e.rs all minera·I· particles from. the six 
regulated _asbestos .minerals that have a minimum length of 0.5 µm and a minimum 
as·pect ratio .(the ratio of length .to· width) of 5:1 . The analytical method -does not 
differen_tiate the amphibole _asbestos fibers from their non-asbestos polymorpt)s. This_ is · 
clearly noted in the . methoc;:f by: "The method cannot discriminate between individual 
fibres of asbestos and non-asbesto~ analogues of the same amphibole minerals." 
.(Section 1 :.1 of ISO 10312). · 

· Lab/_Cor modified. the ISO 10312 analytical procedure to count mineral_. particles with an 
aspect ratio of 3:·1 and greater and did not report . this modification on its laborator:y 
reports . . Because of this c~ange, a third of all' amphibole particles in this stutjy ·have 
aspect ratios _ less than 5:1, particles ·that were counted but s~ould not have been 
counted by the ISO method. There is no indication of this modification to the analytical . . 

procedure on any of the produ~ed Lab/Cor analytical reports. · The May 2005 EPA 
. report also does not mention the analytical procedure used for ·these ·studies, · but does 
show that "AH ERA-like" structures were counted t~at have an aspect ratio of--3: 1 (see, 
for example, the comments on the bottom of EPA Table 5-1 on page 5-8 of the May. 
2005 teport) : · 

2.2 L~boratory Dat~. ~o·r So.if Sample.s 

Soi_l samples were collected at the test site concurrently with-the air samples. Spljts of 
these samples were· analyzed using poladzed light microscopy (PLM) by Asbestos TEM 

• L~boratories, Inc. (http://www.a·sbestostemlabs.com/, . accessed September 21, 2005) . 
. Asbestos TEM ~aboratories is accredited by the NV LAP to perform asbestos . analyses . 
on .bulk building ·materials· (laboratory # 10.1891-0). There are two PLM microscopes at 

· the .labora_tory (models Olympus BH and BH-2). The majority of the PLM. analyses were 
·performed by Steve Flexser (SF) who performed 215 analyses. A second microscopist . 
(Mark Bailey, MB) performed 38 PLM analyses. · · 
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2.3 Data Conversion 

The air sample pdf files were converted to an Excel™ format using a program called · 
Able2Extract Professional© which perforrr:ied optical character recognition on the · 
scanned im~ges in the provided· pd( files._ After conversion, the data were reviewed to 
correct errors in· conversion .and to .create a consistent file format. There are a total of 
317 samples, 57 quality assurance (QA) analyses, . and 65 pending · samples: [Note: · 
these numbers ·rr,ay not mat9h those· shown in Table _2-1 QLJe to quplic~tkm of samples . 
in th-~ various report tables.]· · · · · · · · · 

The EDXA and SAED data were entered into spread~heets -for later -evaluation. 
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Analysis of El Dorado HUis Air Samples 

3.1 Reported Conc~ntrations 

A large number of n:iineral particles were reported · by Lab!Cor. Table 3-1 . shows the 
• number of particles counted in· each activity that · were identifie·d .a·s asbestos· fib~:frs 
·(count sheet codes "F",_"CF", and ."MFi').4 

. · . · · . 

Lab/Cor re·ported concentrations for several different size classifications .of mineral 
_particles .. Ofinterest are three cIa·ssifications: . 

Primary Structures:·- .any structure ·that-contains ·(at a minimum) a mineral 
particle that is at least.0.5 µm long with_ a minimum aspect ratio of 3:1.. · · 
PCME Asbestos Structures: particles that are phase contrast microscopy 

. equivalent (PCME) in size: longer than 5 µm, at least 3: 1. aspe~t ratio, and · 
wider than 0.25 µm. · 

Protocol Structures5
: particles· long~r than 5 µm and thinriedhan 0.5 ·µ~. · 

The Protocol structures are further divided into chrysotile and amphibole · 
categories., as well as into two length classifications: 5 µm - 1 O µm and_ 
~10 µm. 

The first group is simply the total number of particles counted . . The other _ two groups 
are size classes used ( or proposed for use) in risk analyses. 

Table 3~2 shows the reported concentrations for all mineral particles in for these three 
cla·ssifications_ (these samples exclude field blanks, filter blanks, performance samples, 

· and qaality control analyses). Samples with no reported. fibers were calculated using 
~'O" · as . the · concentration. :in accordance .with statistical · th~ory. 6 The_ median 
•G<:>nten~ration_s were· 0.904_0 s/cc- (primary structures),_· 0.001 O flee (PCME structures), . _. 

4 
Chry~otile fibers were observed in .air samples generally associated with activities on· the ball fields. 

The medi_M chrys9tile concentrati~n is <0.0001 for all three size classifications, indicating the majority of 
samples contained no chrysotile. The highest chrysoUle concentrations were associated with the 
activities at the Community Park south ba~eball .field. More than seventy percent (70%) of samples ~ith _ 
statistically significant chrysotile counts were associated with baseball field activitfes. Less than two . 
percent of the chrysotile_structures were longer than 5"µm. The focus of this report will be on the reported 
amphibole particles. · 
5 

D. Wayne Berman and K. S. Crump (2003). "Final Draft: Technical support document for a protocol to 
assess asbestos-related risk," W.S. Environmental Protection Agency, Peer-reviewed consultation held in 
San -Francisco on February 25-26, 2003. . . . · · . . . 
~ Oehlert, G. A; Lee, R. J.; and Van ·Orden, D.R. (1995). "Statistical Analysis of Asbestos Fibre Counts", 
.Environmetrics, §, p. :115 - 1.16. · · 
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and · 0.0 flee (protocol structures). Asbestos fibers longer t~an 5 µm have historically 
been related to fibrogenicity and carcinogenicity. 7 

. . . 

_. A statistically insignificant number of protocol fibers-were counted by LablCor. Table 3-
3 summarizes these counts .' · 

. . . 

St~tistical cornparison·s for each activity comparing personal, a,rea, and reference area 
. . (background) protocol fiber concentrations show · no -difference · among· the types .. of 

.· samples -or .between personal' and reference concentrations. Protocol structures (those · 
. mineral fibers that are 1.0 µm and longer and thinner than 0.5 µm) have ·been shown· to 
be useful in cancer risk estimation . . When these concentrations are examined on an 
activity basis, Tables 3-4 an_d 3-5, there are no statistically significant differ~nces in 
concentrations . . Pro.tocol fibers were detected during six activities on the · personal 
samp.les··. and in only one set of . referenc~ samples; however there is no .sigl")ificant 
diff.erence in concentration, regardless of whet.her the comparisons are made on.· an 

· activity..:basis or·over the com,bine~ data. . 

· The median concentrations for these . size classifications are not significantly di.fferent 
_ than background concentrations. One study from 1~848 indicates the national average 

· · to be 0,0004 flee for fibers longer than 5 µm. The. Health Effects Institute-Asbestos· 
·. · Research ,report9 indicates the background airborne concentrations .for PCME fibers· to 

· range from O - 0.008 flee. These numbers are not statistically differ.ent than the m~dian 
for the El Dorado Study (0:001 O fl.cc). · 

3.2 · Mineral .Particle Identification 

Large · numbers of mineral particles were -enumerated on ·the taboratory count sheets. 
Including quality control test samples, 68°?3 mineral particles 10 were enumerated,·: of · 
_which 5624 particles were counted during the original .sample analyses, 779 during · 

. quality assurance _testing,· and 470 -on five &amples labeled ·as "performance" sample~. · 
There .were 3948 amphibole . and _. 2925· chrysotile • structures counted in the original 
anal,Y:ses. · · 

·The· principle a,mphibole particle reported was actinolite (a very small number of other 
amphiqole mineral pa·rticles were reported). Nearly· seventy·-two percer:,t (72%) of 

7 Agency for Toxic Substances .and Disease Registry (2002.). "Expert Panel on Health Effects of 
Asbestos and Synthetic. Vitreous· Fibers (SVF): The Influence of Fiber Length; Premeeting Comments", : 
October 29-30, 2002, New York, NY. . · · · .' · · 
8
. National Research Council (1984). Asbestiform Fibers·: Nonoccupational Health Risks, National 

Academy Press. · . · · . . 

-- · 
9

. HEI-AR. (1.991 ). Asbestos. in Public and Commerc!al Buildi_ngs: A Literature Review and Synthesis of 
Current KnowJedge, p, 4-38 to 4-39. . · . . 
10 

Each line of data on the count sheets has been counted as· a separate entry for the overall number of . 
particles count~d. : · ' · 
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3071 11 actinolite ·particles (tho_se ·with some information qn th_e chemical composition of 
the pa_rticle) contained aluminum. This is .a very significant finding because aluminum is 
a minor component of actinolite. Examples of the observed chemistries are shown in 
Figure·3-1. 

The mineral actinolite h~s a defined chemical composition that may contain only· a very 
small amount of aluminum. Changes to the ch_emical composition will distort the crystal 

·. structure of ·the mineral, eventually (~ith su.fficient chemical substitution) resulting in . a. 
different"mineral structure. Accordjng _to L~ake et.a·11? and Deer, Howie and ·zussm~n 13,· 
·the aluminum .content of asb.estiform actinolite 'is .restricted to< 0;3· aluminum atoms pfu 
(per formula unit)14. · Actinolite with aluminum compositions above 0.3 Al pfu have 
aluminum concentrations too.high to form asbestos fibers. As ·noted by Deer·Howie and · 
Zussman (page 182), "specimens ·that · contain more than a very· small amount of 
aluminum ·do not have an -asbestiform habit". Verkouteren found a maximum of 1.5 
percent A'2O3 or 0.26-pfu in a recent analysis of 34 actinolite asbesto's samples, but 
~stimated that under some circumstances, when aluminur:n substitutes for silicon in- the 
tetratiedral site, . and certain other cations _are present, non-a~bestos actinolite could 
contain as ·much .as 1.0 pfu and still conform to the Leaky nomenclature. 15·16 Dorling 17 

examined on_e actinolite asbestos sample as part of . a general evaluation of the 
ch.aracteristics of caldc ~mphiboles. The . aluminum content of the · sole · asbe.stiform . 
actinolite sample was 0.25 percent A'2O3. 

Using the Verkouteren observation of 1.5 percent, based on the reported chemistries, 
sixty:.tt1ree· percent (63%) of the reported actiriolite particles have been misclassified as 
a·sbestos. Table· 3-6. summarizes the EDXA data reported for the actinolite particles. 
There are 341 particles that were identified as actinolite on the basis of the chemical 
composition identified by the EDXA. As shoyvn in the·. Table, the aluminum content of 
the reported actinolite particles ranged from no aluminum up to 8. 7 percent A'2O3. Only 
seve·n percent (7%) of the spectra report no aluf'!linum; the median ·aluminl:Jm content is .. 
two per~ent A'2O3 (2o/~ ), and sixty-three percent (63%) exceeded 1.5 percent A'2O3 .. 

Sixty-three perc~~t (63%) of the report.ed actinolite · particles cannot be asbestos fibers· 
due to the excessive .amo·unts of aluminum reported · by· the la~oratory. Th~· EDXA·. 

11 There were 3071 reported actinolite particles with some information ori the particle's chemical 
composition. · · · 
12 B. E. L~ake et ·al (1997),. :NornencIa·ture of AmphiboJes: Report of the Subcommittee on Amphiboles 
of the International Miner~logical Association, Commission on New Minerais and Mineral Names", 
American Mineralogist, 82, p. 1019-1037. · 

. 
13 

W. A. Deer,'· R. A. Howie, and J. Zussman (1997). Rock-Forming Minerals: Double-chain silicates, Vol 
2, second edition, p 137 ~ 145. . · . · . . . · 

. · 
14 0.3 aluminum atoms pfu is equivalentto < 2% Al20 3 when the content is reported as oxide compounds. 

· 
15 J. R. Ver~outeren and A.G. Wylie (2000). ''The tremolite-actinolite-ferro-actinolite series: ·systematic 

· relationships among cell parameters, composition, optical properties, and habit, and evidence of 
discontinuiti~s", American Mineralogist, 85, p. 1239 ~ 1254. · • · . . 
16 

The maximum reported Al20 3 content of the 10.3 samples reported by Verkouteren was 4.3% found in . 
a byssolitic (n6n:-asbesto~) actinolite sample.. . · . . . · 
17 M .. Dorling arid J. Zussman (1987). "9haracteristics·of asbestiform and non-asbestitomi calcic 
amphiboles", Lithos·, 20, p. 469 - 489. · 
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compositional• data for the reported actinolite particles are shown in Figure 3-2. In this 
graph, the i_ron (Fe), magnesium (Mg), and aluminum (Al) from each of the analyses are 
shown (the afu.minum scale· has been expanded for clarification). Sixty-three percent 
exc~ed · 1.5 percent A'203. · 

3.3 Mine~al Particle Siz~ Analysis 

. There are 23.86 amphibole partic!es identifi~d as single amphibole . asbestos fibers 
(codes "F"·, "MF",· or ."CF") on the original analy~es. These "fibers''. re.present th·e 

· amphibole minerals that were counted as ·sin•gle entities (not bundles of fibers .or oth~r -
. complex structures) and represent the · basic structures that . were observed · in .the 

airborne samples. The average dimensions of these partictes (of all lengths), shown in 
Table 3-7, indicate _they.are 5.3 µm long with a width of 0.8 µm and an aspect ratio -of ·. 
about 6:1. · 

These dimensions dem_onstrate the amphibole particles to be a population of non
asbestos particles. This· distribution is shown in Figure 3-3 which i_s a plot of ·particl_e 
length vs. particle Width. The plot shows a general trend toward longer and thicker . 

. particles (lower left to upper right in the graph), an indicator of a non.:.asbestqs. particle 
· distribution. · 

Analysis of the laboratory -data_ shows that thirty-five percent (35%) of · all _ amphibole 
· particles ·that the El Dorado Hills Study identified as amphibole asbestos fibers have · 
. aspect ratios of less than 5:1 ·and do not, -even under the ge~eral ISO 10312 standard, 
meet the definition of an ·'.'asbestos fiber." 
. . . . . . 

The dimensions of the particles 5 µm and longer do not- conform to· the recommended • 
EPA18 definition of asbestos whi.ch says the average aspe.ct ratio is 20:1 _or more .. Table 
3,.a shows the dimensions for these "fibers". With an average aspect ratio of only 6.3: 1, · 
these dimensions .are not indicative of an asbestos population as defined by the US 
'Environmental Protection Agency. ·19·20 .. · . _ · . . . . 

. When compared with true asbestos fibers, the. particles from El Dorado Hills are muc_h 
wider. Figure- 3~~ shows· the Jamestown21 amph1bole asbestos to be much thinner than 
the El Dorado HiU~ amphibole -particles. 

18 
U.S; Environmental Protectio~ Agency (1993). 'Test Method: -Method for the Determination of . 

Asbestos in Bulk Building Materials", EPA/600/R-93/116, p. A-1. · · . -
19 · - . · · · . · · 

M. E. Beard (1992). Letter to Sally Sasnett, N_ovember 3, 1992. Asbestos fibers have mean-aspect 
ratios "ranging from 20: 1 to 100: 1" for fibers longer than 5 µm. 
20 

U.S. Environmental Protection Agency (1993). "Method for the De.termination of Asbestos in Bulk 
Building Materials", EPA 600/R-93/116. . . . . · . · . 
21 J. M. G·. Davis, J. Addison, C. ·Mcln~osh, B. G'. Miller,· and K Niven (1991 ). "Variations in the 
C~rcinogenicity of Tremolite Dust Samples of Differing Morphology", Annals'Of New York Academy of 
Scie~ces, 643, p. 473 :...49q__ · · · 
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3.4 The Amph_ibole Particles are not From an Asbestos Population 

As· noted in . the definition of asbestos pres.ented . in an EPA analytical proced_ure, an 
asbestiform population is characterized by: a) mean aspect ratios of 20: 1 or greater for 
fibers 5 µ.m and longer; b) fiber widths less than 0.5_ µm; and c) paralle~ fiber occurring in 
bundles.· The reported particles fail to meet the aspect ratio and width specifications for 
·asbestiform populations as shown in Tabie 3-8. In fac( only 36 _particles -~ ·_ 5 µm in 
length. (three percent of particles ~-5 µm) have aspect ratios greater than .20: 1 and on~y 
·50 of. the p~rticles ~ 5 µm 1n length (four percent of the particles ~ 5 µm jn length) · ar~ · 

. thin.ner than 0.5 µm. Only seve_n fibers (0.3 percent of all amph_ibole fibers) are~ 1o·µm 
· in length and · thinner ·than 0.5 µm, ·a class of fib_ers .used fn · recent risk models (the 

Berman-Crump model). 

Within the data set, . there were. 85 · amphibol·e bundles counted during the original · 
·analyses. The ISO _1031222-analytical method _used by Lab/Cor defines a."bundle" as_ "a· 
grouping-of apparef}tly attached parallel fibres". ·Thus a bundle is composed of (at a 
minimum) of two (2) fibers, _·however ~here are usually more. The average dimensions 
.of the -bun.dies are shown i•n Table 3·-9. The reported width· of a bundle is the 9verall 
Width of the bundle and riot the wi9th of the component.fibers. · 

Fiber bundles are a basic characteristic of asbestos. The dimensions of the bundles 
can be used to estimate t~e ·maximum widths ot" the asbestos fibers in -thi_s study. 
Assuming a bundle contains a minimum of two (2) fibers, the r,:taximum widt~ of the 
asbestos amphibole fiber dislodged from . a bundle would be 0.4 µm. This is an 
extremely conservative estimate since asbestos bundles typically-contain mor_e than two 

.•fibers. In the "EPA.data, the vast majority of particles (eighty percent,· 80%) are· .greater 
than 0.5 µm ir, width. If there was a significant ~sbestos population, there would be · 
significantly more thin fibers th~n what the sample data indicate . . 

· T~e vast majority of the amphibole .particles coun_ted in this study are non-asbestiform. 
T~ue arnphibole asbestos fibers are characterized by widths of 0.2 fo 0.4 µm; amphibole 
particles_ wider . than 0..5_ · µm . ~re non-asbestos particles. There are 1901 amphibole 

·· ·particles (exclu_ding· buridles) -that are 0.5 µm and wider or eigh.ty percent (80%)'-of the 
·am_phibole particles. For particles 5 µm and ·1onger, ·1273 (ninety-six percent, 96%) of 
these particles are~ 0.5 µm wide .. Figure 3-5 shows some of the particles observed by 

· Lab/Cor that are non-asbestos · in · habit but were reported as asbestos. None of these 
· . particles illustrat_e asb:estos characteristics: parallel sides, high aspect ratio, and proper. 

termination (ends of the fibers). · · 

The diffraction _pattern analyses performed by Lab/Cor support the labeling :of' these . 
·particles· as non-asbestos .. Lab/Cor produced evaluations of the selected area electron 
diffraction (SAED) data th.at provides information related to the crystal . structure of .a 
mineral. Zone · axis SAED patterns are one · indicator for whether a ·particle is 

22 
lnt~mational Organ_ization for Standardization· (1995). "Ambient Air - Determination of asbestos fibres . 

- Direct-transfer transmission-el_ectron microscopy"met_hocf', ISO 10312. · 
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asbestiform or not. Ring23 has shown asbestos fibers · are generally associated with 
lower order zone . axis patterns (such as [O .X X] or [1 X X]), while non-asbestiform 
particles generally have higher order zone axis patterns (usually [;;::3 X X]).24

·
25 The 

higher order zones are also those that have ~ possibility of matching other minerals due · 
to. the (relati_vely) large error ass·ociated with the measurements. ~he produced data 
listed the mineral identification, the. matching crystal zone index (the _zone . that best fit . 
the SAED pattern), and the reported zone index for the pattern. Table 3-1 O summarizes 
the ·number of p9tterns for ea.ch identified mineral ·and. the number. of ti.mes the matched . 
zor1e was reported ·_as the zone -axis for the pattern~ When the repbrted ZOJle ·axis is not 
·the niatch. zone, the · analyst has incorrectly analyzed the·· pattern: The majority of the · 
identified_ zone axis SAED patterns are higher order pattems,. indicative of nan-asbestos · 
minerals. 

3.5 Quality Assurance Testing 

Lab/Cor r~-analyzed a number of samples as part of an overall qLJality assurance te.st 
program. Of interest · are the re-analyses that were performed on the same grid 

· openings . as were originally analyzed. The comparison of these two set~ of . count 
sheets . permits an ·estimation of the accuracy of the original analysis. There we·re two 
groups of these_ analyses: 1) the original and one quality assurance test; and 2) the 
original and two. quality assuraflce . analyses. The first g~oup permits an estimation ·of 
the overall .accuracy of .the ·counting; the second grou_p provides information on the 
cause of th·e different counts. 

Paired Analyses:- Within the produced . data, .16 samples had a second ·analysis 
performed · Ol'J the same grid op~nings as were analyzed in the originaf _analysis, 
permit~ing an estimate of the true counting rate by the· taboratory analysts. · Because 
there is no way' to iildepen~ently verify the actual -~naJysis, it was· assumed that a 
reporte_d mineral particle is a . .true count When reported by· both the original -and quality 

. assurance analyse.s. The .. remaining structures . represent miscounts · by either the 
c;frigin~I analyst: (that is, a particle_ was _observed.in _the origin.al ariafyses ·burnot reported 
in ·th~ quality assurance ·analysis) or by the quality assurance analyst (a fiber ·not 
reported in t~e original ·analysis. but reported in the quality assurance analysis). Table 
_3-12 summarizes these data; the 16 sets of data are attached in Appendix 1. ·f=or th.is · . .
analysis, the counts are based on the number _of primary structures counted. 

. . 

The data shown in Table 3-11 iridicate the original mineral particle_ cowits -are inflat_ed, 
on average, about seventy-eight percent (78%) above the agreed upon number of 

23 S. J. Ring (1980). "Identification of Amphibole Fibers, Including Asbestos. Using Comnio~ Electron. . . 
Diffraction Patterns", draft report dated March 31, 1980. · . 
24 

R. J.- Lee, J. S. Lally, and R. M. Fisher (1978). "Identification and Counting of Mineral Fragments", in 
Proceedings of the Workshop on Asbestos: Definitions and Measurement Methods, National Bureau of 
Standards, July 18 - 20, 1977, Special Pubtication .506, p. 387-402. 
25 

A. M. Langer, R. P. Nolan, J: Addison (1991). "Distinguishing Between Amphibole Asbestos Fi_bers . 
and Elongate Cleavage.Fragments of Their Non-Asbestos Analogues", in Mechanis_111s in FiQre . 
C~rcinogenesis, p. 253~267. · 
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particles on each sample. The only explanation for the complete failure to verify the 
·presence of a · fiber in the original analyses on twq of these samples '(RHB-H2~3FQ-
100304 and SRA-R02-100604) is that the analysts must have counted different grid 
openings ( even though the count _sheets indicate otherwise). 

Original ~nd Two Quality . Assurance Analyses: Thr~e _. samples (NRA-R02-1O1104, 
SRA-R0S.-100604, and CC2-H8-1CT-100304) were analyzed three times on the same 

. grid openings. The third-analysis provides.an opportunity to estimate the Fal·se P_ositive 
and False Negative percentages for an analysis .. For this evaluation, a True Positiv~ is 
_defined as two out of the three analyses reporting a particle. -A False Positive is only 
one of the three analyses reporting a particle. A False Negative was not reporting· a 
structure observed in the other two analyses of the grid opening. ·Table 3--12 
·summarizes· these data. As a reference for evaluating True Positives, False Negatives, 

· and False Positives, profic.ient analysts at NVLAP accredited laboratories are expected 
t~ have rates in exce·ss of eighty ·p~rcent (80%) for Tr~e Positives, less than·. twenty 

. percent (20%) for False Negatives, and less than ten perc·ent (10%) for False 
Positives. 26 

The reported data had an average False Positive Rate of thirty-five percent (35%), far 
_exceeding the NVLAP guideline of less than ten percent (10%). . · 

·_ All _of these "same grid opening" analyses · were incorrectly - determined to _ be_ . of 
acceptable quality by Lab/Cor. _ Lab/Cor determined whether an analysis· was 
acceptable or not by comparing the number of particles counted in th_e second analysis 
to the Poisson confidence ·interval for the original count.27 The use of Poisson counting 
statistics is acceptable when comparing the data from differen~ areas .of the filter, but it 
is not an acceptable procedure when the same grid openings are examined : Poisson -
statistics are used to account for -the· distribution of fibers on the filter. Howev~r, . when 

_ the same are~s of the filter are anatyzed multiple -times, the issue of variable fiber 
distribation is no longer in question, rather whether the same fibers are counted or not 

-Further_ evaluation .of th~ QA ·data- sho~ that the total n_umber of QA analyses were . less . . · 
-- than generally accepted (eight percent [8%]. versus ten ·percent [10%]) and that the QA 
· was not even performed° -during much of" the project (thirty-eight percent [38%] of the 
. sample data had no QA analyses associated with the _sarripl_es). . . 

3.6 · ~l~nk Samples _ 

Within each ·set of data, several samples were reported as either a· "Field Blank" or a 
"Filter Blank". All ofthese filters were shown to be free of mineral particles. · However, · 
with few exceptions, all of these ;'Blank" samples were reported to have a volume of air · 

. sam·pled . The EPA report did not describe the purpose of samples labeled as "Blank"; it 

:~NVLAP (1995). Airborne f\sb~stos Analysi~,. ~IST Handb~ok 150-13, item 3.7_.d, page C-6.: . . _ 
. A summary page, dated 1/4/2005, of the original and quality control analyses was included in th_e 

.materials received ori S~ptember 6, 2005. 
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cannot be dete·rmined what ·air was sampled by these filters .. By definition·, a blank has 
no air filtered through the sample. This traditional definition. is reflected in the various 
analytical methods (such as ISO 10312, AHERA, and NIOSH 7400) used for asbestos 
exposure analyse~. · 

. A summary of the "bl~nk" fiiters is shown in -7:"~ble .3-13 . 

. 3. 7 · . Air Sarn_ple Volumes · 

·For many of the samples, the volume -of sampled air ·exceeded 2500 L. Prior studies 
(such as EPA/560/5-88-002,_ Assessing Asbestos Exposure in Public Buildings) have 
shown that sampling. high volumes of air resulted in filters with excessive particulate that 
prevente_d precise and accurate counts .. of_ the asbestos fibers. Because high particulate 
loads may bias the analytical. results, the National Voluntary Laboratory Accreditation 

· · Program (NVLAP) has restricted_ acce~table particle loadings to less than ten p~rcent 
_· (10%) coverage on the filter's surface. 8 Because the samples in the .El Dorado study 

· were collected outdoors, it is .· highly likely that the particulate loading on the sampl_es 
. w·ith air volumes ih excess o.f 2500 L exceed the accepted ten percent .( 10%) limit.. The 
· overall particle loading on a filter was not reported by Lab/Cor. · · 

3.8 Transcription Discrepancies in Laboratory Data Sheets-

While reviewing the laboratory data sheets, a number of transcription errors were riote·d, 
leading to a six percent (6%) err~r rate. The following Table_ 3-14 lis_ts these errors. 

The majority of these errors appear to res_ult from incorrect transcription of written d?3ta 
to computer format, .however without the written count sheets this conclusion cannot. be · 

. confirmed. 

There . were 351 · anary~es (excludingqualify ·assurance tests and pending results) 
·-reported · ih ·the May report. With 22 observed transcription erro"rs (Table -3-1 ·5), this 

. amounts to a six percent (6%) error rate. 
. . 

There _was also _a discrepancy in the reported PCM-equivalent structure concentration 
· for ·sample ·CC2-L6-3CC-100304. In the EPA report, Table 5-9 shows a concentration 

of 0.0049·1 s/cc while Table 5-10 shows 0.00393 s/cc for the same sample. The correct . 
concentration is Q.00393 flee. · · 

. . ' 

28 
The NVLAP guideline may be found at http://ts.nist.qovRs/htdocs/210/214idocs/lb 7 20.02.pdf. 
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4. . Analysis of E.I Dorado Hills Soil Samples 

Soil ·s.amples were. coll_ected in the locations where test activities were performed. 
These ·samples were analyzed by TEM Asbestos Laboratories, Inc. in April-May, 2005; 

, the data .from these anafyses· w~re received on September 21, 2005 . 

. ·4.1 ·Soil'SampJe Results29 

The analytical data_ incorrectly reports the amphibole content of the soil samples as . 
_actinol1te asb~stos. Asb~stos. TEM . Laborato_ries analyzed the. s_amples r~J>o~edly in 
accordance_ with the polarized light microscopy (PLM) method NIOSH 9002. The data 
ar~ internally consistent :.... all field samples. were determined to contain some ·amount of 
actinolite (either "<1 %" or 11 1. - 5%") and no chrysotile. · The reported -actinolite in · all 
_samples had the following optical · properties: gre.en color; green/dark green 
pleochroism; parallel refractive index - 1.672; perpendicular refractive index _; 1.652; 
moder~te birefringence; positive sign of eiongation; and a 12° extinction angle31

. All of 
th~ actinolite was described as having a. mo~phology of "needles". 

The reported optical . properties are des.criptive of non-asbestos minerals ("Needles" and · 
inclined extinction). As noted in Campbell et al32

, needles are acicular structures from 
sing_le crystals, not asbestos. 

Parailel extinction is a primary indica.tor in the polarized light microscope that the · 
observed fiber may be asbestos. The NIOSH method indicates that tremolite/actinolite 
fragments (not asbestos fibers) have inclined extinction (Table · 1 in method)-. OSHA33 

indicates tremolite and· actinolite non-asbestos particles "show incl_ined extinction under 
cross pol~rs with no compensator. ·Asbestos . fibers usually show extinction ·at zem· 
degrees or ambiguous e~tinction if any at·all." Figure 4-1 illustrates the extinction of the 

· · · amphibole particle from El Dorado Hills and compares .it to the extinction .of a tremolite 
asbe~tos _from Korea ·and an asb~stos amphibole. fr~m Jamestown. · 

29 
The soii sample data reviewed ·by RJ Lee Group· are data from TEM Asbestos Laboratories, Inc. 

There ·is a report from .Ecology and Environment (date.d July 20, 2005)° indicating an earlier set of 
analyses on the samples.was performed by EMSL, Inc. The EMSL data was not available forreview. 
30 

The method. can be found at http://www.cdc.gov/niosh/nmam/pdfs/9002.pdf. . · . 
. 

31 
Extinctio·n - in the polarized light microscope with crossed polarizing fi.lters, a particle·wm appear to go 

"extinct" or black (no light passes through the particle) when the optical axes of the particle are parallel to 
those of the polarizing .filters. Asbestos fibers will have parallel extinction. · · 
32 

W .. J. Campbell, et al (.1977) . . "Selected Silicate Minerals and Their Asbestiform Varieties", U.S. · 
Dep~rtment of the lnteriQr, Bureau of Mines, Information Circular 8751. . 
33 OSHA (1992) . . "Polarized Light Microscopy of Asbestos", Method ID-191. 
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4.2 Split Soil Samples 

RJ Lee Group · received 23 soil samples from Youngdahl Consulting Group on Friday, 
August' 2.6, 2005. Thes.e samples were split samples, collected by Ecology & 
Environment dlJring their September/October 2004 testing at El. Dorado Hills. The 
·samples analyzed by HJ Lee Group were collected · near areas wh~re the EPA activity-
bas.ed sampling had reported high airborne parti~le concer:1trations. All of the samples 
were a11alyzed using standard · optical ·microscopy . techniques; · seven of the samples . 
were selected by RJ Lee. Group for additional analyses. The~e sev~n represent · the 
various types of soil expected to be found in· the test locale: the nature frail (three · 
samples), a baseball infield sample (one), and grass-covered . fields (three s.amples) .
Table 4-1 li'sts the samples that were received, their general location, the analy?es 
performed on the samples by RJ Lee Group., as well as the analytical results for those 
samples determined by TEM .Asbestos Laboratories (see Section 4.1 of this report) : · 
Aerial · photographs of the samples locations thc;1t were -published on the· Internet. ar.e 
included in Appendix 2. 

The samples contained no asbestiform amphibole minerals when analyzed by polariz~d 
light microscopy (PLM). O.ne sample (EDH-ZP-3-100704) contained non-asbestiform . 

. tre.molite ( extinction angles approximately 20°) as well as some chrysotile. H.orriblende 
was observed by PLM in the rema·ining samples. The hornblende was ·observ·ed at 
varying · concentrations as short, blocky particles (low aspect ratio) with no striation·s 
along the long particle axis (str_iations are used to optically differentiate ·ac~inolite from 
hornblende). The hornblende was observed to have inclined extinction angles (10 -

. 20°), indicative of a non-asbestiform crystal. 

.Several of t~e samples were examined u~ing X-ray powder diffraction (XRD). These 
analyses confirmed . the presence . of amphibole particles in . the · sample·s . at· 
concentrations ranging from one to three percent (1-3%: · JSS-S04-101004-FG2), three 
to. five ·percent (3-5%: CPS-S05-100804-FG2, NYT-SF1-100804-FG2), five to ten 
·percent (5-10%: .NYT".'SA1-100804-FG2, NFB-SS04-100804-FG2), .and teri to fifteen 
·percent · (10~1-5.%: . :NYT-SJ3-100804~FG2·). . XRD . does ·not differentiate between· 
· ho'rnblende and actinolite. 

No asbestiform _amphibole . parti_cles were· observed during RJ Lee Group's analyses. 
The soil samples ~ere examined in a· scannir)g electron. microscope to evaluate general 

.. particle morphology and to determine the range of EDXA chemistries observed on 
suspected_ am_phibole particles. Examples of the particles observed . in these. analyses 

· are shown in · Figures 4-2 and 4-3. Each -of these -samples. shows an e_longated 
amphibole particle that i·s -· non-asbestiform. These Figures are typical of the arriphibole 
particles observed in the -soil samples. · · 

As noted in Table 4-1, several samples . were examined using transmission electron 
microscopy (T~M). The·se analyses indicate the sampl·es .contained both hornblende 
and actinolite, all in non-asbestos habit. 
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Figure 1-1. Arial photograph showing the test locations within El Dorado Hills, ·cA. The 
Figure was taken from the Internet public;;ation of the EPA report. · 
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Figure 2-1 ; An example of a summ·ary sheet for a transmission elec~ron microscopy_ 
ana~ysis .of a· sample from _El Dorado Hills. 
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Lab/Cor, Inc. 
A Projeuior.al Sernc~ Corporation in the Nonln-ven 

Rcpcm# 041J14RS 

Ciient: E.-=do11 :imxf :,:,-inxr'Dem. In::. 
Pro;ea Na»i.e: S;td ~.OJCP, GUCl.OJCP-QJJO-~~TS . 

TK\-f ASBESTOS STRUCTURE COUNT,,. RAW DATA. 
Sample No.: · · AAJ4S-DOJ--0.92704 LIJb/Cor SmJ,ple No.: B4162 S20 Al 

I _- · De.scripi!or.~· . 

-

--

Gr Mo. Loe. I) P.rwn · Tot ·clns Lara ffid Alir;J ~ EDSI Camme-Jlf . Count Ca1agor°ies . 

A ElZi N:; F 3.2 :.1 4.6 . M;, Al, 5, Ca, ~ .Actr.dll TAS_AHRA 

A -821 A!J 2 2 F 9.5 12 7!J Mg, ~ Ji. ea. F9 Adin:11":.t AS>5, A.=tb5, ?CII.EF-US, 
PCMES-US, TAS_AHRA, 
A5>5_AHR.& .. ASS-10..;AHRA 

A. - 2 ·3'1 HSO 

. t-. 3 · B NSO 

A , . en ·NSO 

A s .A.31 · NSO 

A 6 . Al! NSC 

· A 7_ ~ ·NSO 

A 8 D21 . HSO 

A 9 C20 HSO 

e 10 All NSO 

9 .11 Aft NSO 

3 12 Ot . NJ 3 3 F s..:; 15 3.7 Mg, Al. Si, C6, Fe Ac::linclb AS>5, AF3.>S, PC~EF-US, 
~ES-US. TAS_AHRA.. 
AS>S_.AHRA. ASS-10_~ . , 

B 12 or AO -4 " F 19.5 1.2 16 Wu. AA, s. ~ re Adlnofille AS>:, AFB>S, PCMEF'-US, 
PCM:S.l.JS, TAS_AHAA, 
AS>S_AHAA, AS>10_AHRA 

= n 021 NSO 

3 4 041 AC 5 5 F 19 3 6.3 Mg, J.l, Si, Ca. Fe 11c:b1b AS>5, AP.3>.5, PCM:r-US, 
· . . PCMES-US, TAS.:_AHAA, 

AS:>5_AHRA, AS:>10~1.fRA 

6 15 M2 AZ0 8 6 ~ -4.3 05 &6 1267 - ~ M;, Al. S.. ec.· Fe Aditdle TAS...,AHAA · 
ZcneAm[ J 0OJ·KM 

F.igur~ 2-2: An ·example · of . a sample · count sheet from a transmission- electron 
microscopy analysis of a sample from El Dorado Hills. 

LSH306975 Page23 of 79 

----------~- -·--· -



I . 

• 

--

Final 

' . 31) ~· .. ,., 
1611 

. 160 

120 

j uxi 
u 

·Mg 
eo 

Ca 
. &O 

,. ,o 

I 
' 

·. ··············· .·.·.·· •: .· · .. ·. :j:• · __ · ·-.. ·. - .· _·.•· ··· .. ·_ :., •. 1 · .. · ·.-. .~ ·.· .... ·· -=.!.:_ - + · -+ -i ·· -.-.::.~::::;·· _·: . .. · I - ; 
; ! ; • -• 1 • ••. r · i._:• l,::,.:· . . . . 1 .... _• ·• .. ·1,::::~

1

.· .. ·.•··•.· .. H • • , ••• 

! ! ! ! ~ ~!: . . . .. .. , .... ;·:,,.:,::,.: ... .... -- :'.i 

·-· .... ~--·· i··- .. --· --- ~ .. ···.· ... ···- ~ -............. ·-I ---.... -· ···i .... . ·- . -· ~ -- .. __ , ... ..... . 

· I,._ .. ~, .J: ... -..I . .. ,, . L ....... ;.--! ..... .. . :·.I ..... -·-- -~:·,..... . ... -. r .. 
. 1 i . . i t [. i 1 

~ ~ E ~ . ; . ~ 

. ··· . •· ·· ··· j -t· . ....... i ·· -··· -1 ... 1 . ! I i 

1 ·J . I .J .. I J 1- \\ . )" 
0 ; ~ l I -~ I I i [ i 1

1 . 

_ .... . - i -
1
rL ~ t . T K ··1r·~-- . ···; C ···t .. ···

1
-\ -·· ~-;~· .. ·/1( ·-·-·-1· ·····-· 

c · . . i t/v, !\ i · I I 1 J . R = a A 
. ., ='- =-- . , . . . . . . .J • . : .~ 1 ~ l\ '. . I 1 f: n. · 

· B- 5 Vr~ = 4 ~96 10 . 240 

. . . . . 

Figure 3-1. Representative EDXA spectra . obtained during analyses of mineral particles · 
from. El Dorado Hilts. °The data were· part of the supplementary information received by 
RJ Lee Group o~ September 6, 2005. · The upper spectrum reportedly contains 3.96% 
Al2O3 while the· lower spectrum reportedly contains T 78% A'2O3. 
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Figure 3-2. A graphical repr esentation .. of the aluminum (Al), magnesium (Mg), and iron . 
(Fe) content o.f the 341 reported actinolite particles from the El Dorado Hills EDXA ~ata 
~et. · The aluminum scale has . been expanded for clarrfication. The line shows the · 
app.roxin:,ate location of 1.5 percent A'203·. 
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All Amphibole P~rticles . 

Width = 0.22(Length083
) 

p < 0.0001 • 
Amphibole -Particles > 5 um 

Width = 0.23(Length0
·
80

) .. 
'p < 0.0001 

• 
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.£ 
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Berman-Crump Risk F!bers 

••• ~ 

• .. • • • • • 0.1 
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Length, um 

Figure 3--3. This ·graph shows the relationship between the amphibole· parti.cl~- length 
·and width. This• dimensional relationship : is indicative of a non·-asbestos population of 
mineral partitles. The red block shows the location of the fiber dimensions used for risk 
estimation. T~e p-values shown in the graph indicate the regressions are_ statistically . 
. signifi"cant. · · 
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Figure 3-4. A ·comparison of the width distributions of amphibole particles 5 µm and· · 
longer observed in El Dorado Hil!s (light blue) ~ith those observed in. tremolite asbestos 
from Jame~town ( dark blue). · 
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· Sample AAMS-D09-100504, #5, 
Actinolite, 12 µm x 9.s µm · 

2JJm 

Sample NRA-R05-101004, #1, 
Actinolite, 5.2 µm x 1.2 µm · 

Final 

2µm 

Sample SRA-R03-100704, #4, 
· .Actinolite, 4.8 µm ".' 0.65 µm 

Figure 3-5. · Actinolite "fibers" observed by Lab/Cor on indirectfy prepared sampl.es. .All . 
of these particles are non-asbestiform: non-parallel sides ·and poor end termination are 
characteristic of the non-asbestus particles.- · · · 
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Figure·- 4_·1. Photographs sh~wing -the extinction -of. particles of Jamestown tremolite (top), El_ Dorado_ amphibole (middle), and Korean tremolite 
. (bo~om). The pictures are shown with the particle in a horizontal pos_ition .(left), angl~d (middle column), and in a vertical ·orientation (right). 

Extinction occurs when the particle appears· to -disappear. The asbestos fibers· exhibit extinctior:t when the particles are oriented in either the 
·horizontal or vertical position; the .soil amphibole particle s_hows extinction only in an inclined position . These pictures wer~ taken with slightly 
.cto~sed polarizing ~enses. · · · · · 
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·. Figure 4-2. _ Illustrative micrographs of the soil particles found at El Dorado Hills. No 
. fibrous particles are readily observed in these images: These samples -are: · a) NYT

SC3-100804-FG; -b) NYT-SJ3-100804-FG; c) CPS-S05-10Q804-FG; d) SFB-S08-
100804-F_G; ~) NFB-SS04-100804-FG; and f) JSS-S04-101004-F~2. . 
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Figure .4-3. ·Illustrative micrographs of elongated mineral pa_rticles found at El Dorado . 
Hills. No asbestos particles are observed in these image·s. These samples are: a) 
NYT-SC3-100804-FG; b) · NYT--SJ3-100804-FG; c) CPS~S05-100804-FG; d) SFB-S08.-
100804~FG; e) NFB-SS04-100804-FG; and f) JSS-S04-101004-FG2. 
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Table 2-1. Summary of the number of samples collected and analyzed during the El 
Dorado Hills proje_ct. 

Report 
Activity 

Samele Counts 
Notes 

Table34 

. Analyzed Pending* QA 

5-1 Ambient Air Monitoring 18 3 0 AAMS-FB-100204 in 
produ_ced data: 

5-2 .S<;>Uthern Reference · 46 ·.1 ·19 · ·SRA-FB-:-1-00804 in . 
Area produced data 

5-3· . ·Northern Reference 20 o . 9 NRA-FB-101004 in 
Area produced data 

5-4 New York -Creek 13 . 0 3 
Perimeter · 

5-6 . Silva Valley Baseball 1.5 1 4 · 
Maintenance . 

5-8 Silva Valley Baseball A · 16 1 0 

5-9 . Siva Valley Baseball B 20 0 0 

5-10 Rolling Hills Soccer 18 0 0 
· 5-11 Rolling Hills. Basketball · 20 0 4 RHB-L2-FB-100304 iri 

produced data 

5-14 Community Park . 13 2 0 TPG-L2-FB-100404-in 

- Playground produced data 

5-:-15 Community Park North 15 · rn 2 
Baseball . 

5-16 Community Park South 16 10 2 SFBA-L2-FB-100504 in 
Baseball A . produced _data 

5,.1_7 C6mm1.:1nity Park South 18 9 2 SFBB-L2-FB-100604 ·in 
Baseball B produced _data-

5-18 Community· Park·south 14 9 3 
Baseball C . 

5--19 New York Creek 17 12 4 
Baseball .· 

· i5-20 Lower Soccer Field 23 .. 3 -10 

5-22 New York. Creek Biking 15 0 0 
5-24 .. New York Creek ·11 0 0 

Jqgging A 

5-26 New York Creek 13 ·O. 2 
Jogging B 

5-27 Jackson Elementary 5 14 0 
Garden 

5-28 Jackson Elementary . 14 4 O· 
Soccer 

5-29 Jackson Elementary . 15 6 .. 1 
Ba~ketball 

* Pending - Samples not reported in the May 2005 EPA report. · 

-- 34
.:'Report Table".refers to'.the T~bles in the May.2005 E~oJogy·and En_vironr:nent: Inc: r~port: 

I· 
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Table 3-1. The numb~r of chrysotile and amphibole .particles · (codes "F", "CF", and 
· "MF") counted in the El Dorado H~ls project · 

.Activity Chrysotile Amphibole 

Ambient Air ~onitoring ._ 29 54 

Southern Reference Area . 34 284 

Northern Reference-Area 22 ·72 · 

New York Creek Perimeter 9 44 

Silva Valley Baseball Maintenance . 6 48 

Silva VaJley Baseball A 22 92 

Siva Valley Baseball B 23 62 

Rolling Hills .Soccer 4 10 

Rolling Hills Basketball · 8 . 37· 

. Community Park Playgro~nd 147 78 

Community Park North Baseball · 68 149 

Communi~y_Park South Baseball A 449 125 

Community Park South Baseball B 425 · 77 

Community Park South Baseball C 285 150 

New York Creek Baseball · 23 29 

Lower Soccer Field 23 128 

· New _York Creek Biking 7 339 

New York Creek Jogging f!'- 3 272 

New York Creek Jogging B 8 · 205 

Jackson Elementary Garden 1 3 
Jackson · Elementary Soccer 2 37 

· Jackson ~lementary Basketball 24 91 

Total 1622 2386. 
· Excludes Performance-and Qu~li~ Assurance Samples 
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Table 3-2. Summary of Reported Concentrations for Three :c1~ssifications of ~ineral 
Particles. 

Mean Median Range 

Primary, s/cc 0.021 0,0040 o-:o.76 

PCME; f/cc 0.0031 0.-00~0. 0-0;07 

. Protocol, flee 0.0005 · .. o 0-0.029 
5.:.10 0.0002 0 0- 0.014 
~10 0.0002 0 . 0-0.014 

.Table 3-:-3. Summary of the Number of Protocol Fibers Counted on the Air -Samples 
from El Dorado _Hills. 

. Samples Amphibole Chrysotile 
Total 

Type Number 5-10 µm ~ 10 µm 5~ 10 µm ~ 10 µm 

. Area 127 ~ 3 - 10 1 ·23 

Personal -116 · 17 3 27 ·5 . 52 

Reference 54 9 1 3 . 1 - 14 
· Dimensionally, protocol Fibers are thinner than 0.5 µm 
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Table 3-4. Comparison o~ the Average Protocol Fiber Concentrations (Chrysotile and 
· Amphibole) for the Different Test Scenarios 'for the Reference Area,. Personal Samples, 
. and Area Samples. 

•. 

Test Date 
Concentration, flee p-values 

· Reference Personal Area .ANOVA Kruskal-Wallis 

SVBA. 10/2/04 o. 0 .. . 0 . - . -
SVM 10/2/0.4 o · · 0 0 - -
RHB · 10/3/04 · o 0 0 - -
RHS 10/3/04 0 0 {) - -

SVBB 10/3/04 0 0 0 ·- .-

APG 10/4/04 0 0 - - -
TPG · 10/4/04 0 0.00050 0.21 -
BIK 10/5/04 0 0 0 - -
NFB 10/5/04' 0 0.00032 0.00011 0.38 0.39 

SFBA 10/5/04 0 0.00145 . 0 0.28 0.27 . . 

JOGA 10/6/04 o . O· 0 - -
SFBB . 10/6/04 'O 0.00054 0.00012 0.43 ·0.60 

SFBC 10/6/04 0 0 0 - -
CPS 10/7/04 0 · . ·o.00014 0.00009 ·0.75 0.72 

.JOGB 10/7/04 0 0.00014 0 0.52 . 0.49 

NYB . 10/7/04 0 0 n -
TRA 10/9/04 0 - 0 - .-

.. JEB . 10/10/04 . -O~OOQ05 · . 0 0 0.36 0 .. 34 

. JEP 10/10/04 ·0.00005 · 0 o· 0.39 0.37 
· ANQVA - an~ly~is· of variance comparing reference, personal, and a~ea concentrations 

Kruskal-Wallis - a nonparametric ANOVA for the three concentrations 
Mann-Whitney - a nonparametric comparison of ih~ reference and personal concentrations 
Protocol Fibers~ particles 10 µm and lor:iger and .thinner than 0.5 µm .. · 
p-values - statistically significant.findings are shown by p-values of 0.05 or less. 
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-Final - Table ·3-5. Comparison of the Average Amphibole Protocol Fiber Concentrations for the 
Different Test Scenarios for the Reference Area, Personal Samples, and Area Samples. 

Test . Date 
Amphibo1e Concentration, flee p-values 

Reference Personal Area ANOVA Kruskal-Wallis Mann-Whitney 

SVBA 10/2/04 ·.1 0 0 0 

SVM 10/2/04 0 0 0 

RHB 10/3/04 ·o 0 ·o 
R_HS 10/3/04 0 0 o· -

SVBB 10/3/04 0 0 0 

APG . . 10/4/04. 0 0 -
TPG 10/4/04 0 . 0.00033 0.39 0.36 

BIK 10/5/04 0 0 0 - , 

NFB . 10/5/04 -0 0.00032 0.00011 0.38 0.39' 0.16 

·SFBA 10/5/04 . 0 0.00072- 0 0.29 0.27 .0:27 

JOGA 10/6/04 0 0 0 

• ·sFBB 10/6/04 ff 0 0 

SFBC 10/6/04 0 () 0 

CPS ·10/7/04 0 0 0:0009 0.63 0.61 

JOGB 10/7/04 O· 0.00014 0 0.52 0.49 0.45 

NYB 10/7/04 · 0 0 0 

IRA 10/9/04 0 0 -
JEB 10/10/04 0.00005 0 0 - 0.36 0.34 0.32 

JEP ·. 10/10/04· 0..00005· 0 ·O· 0.39 ' 0.37 · 0.32 
. ANQV ~-:-- analysis of variance comparing reference, personal, · and area conce~trations 

Kruskal-Wallis· - a nonparametric ANOVA for the three concentrations 
· Mann-Whitney:-'- a n"onparametric comparison of the reference and personal concentrations 
Protocol Fiqers _:particles 1 O µm and longer and thinner than 0.5 µm. 
p-values - statistically significant findings are shown by p-values of 0.05 or less. 

--
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Table 3-6. Summary of Reported EDXA Spectra from Mineral Particles Identified as 
· Acfinolite. The values· are reporte_d ·as oxide compounds of the observed cations .. 

Compound .Mean Median Minimum Maximum 

Na2O 0.16 o · · o 3.12 

MgO 14.72 14.23 8.36 24.01 

Al2O3 - · 2.24 - 2.00 0 -a.73· . 

. ·sio2 56.65 · 56.53 43.55 63.99 

K2O 0.23 0.17 · 0 1.80 

CaO . 12.35 12.26 7.98 16.32 

.TiO2 . 0.05 0 0 0.79 

CrO · 0.02 0 0 0.55 . 

MnO 0.10 .. 0 0 .1'.10 

Fe2O3 · . · 13.47 14.03 4.34 23.69 

Table 3-7. Average Dimensions of 2386 Ampt)ibole Particles _Counted During . the 
Original Analyses of the Samples . 

Parameter Mean Median 

• Length, µm 6.8 5.3 

Width, µm · 1.1 0.8 

Aspect Ratio 7.0 5.9 

. Table ·3~8. . .A~erage Dimensions of 1323· Amphibole Particles Counted during. ·the 
-. Origin~I An'alyses o(thif -Samples· that are 5 µm and longer'(ali widths). 

Parameter . Mean Median 

Length, µm 9.8 8.0· 

Width, µm 1-.6 1.4 

Aspect Ratio 7.6 6.3 
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Table 3-9. Average Dimensions of 85 Amphi.bole Bundles Counted During the Orig'inal 
Analyses of the Samples 

Param~ter Mean Median 

Length, µm 8.5 . 7.0 

Width, ~m 1.8 . 0:8 . 

... . Aspect Ratro 6.2 4.4 

. . . 

Table 3-10 . . Summary .of th_e number of SAED Patterns reported by Lab/Cor, indicating · 
the . number of times the reported zone axis . was the same as the zone. axis that 
matched the ~AED pattern: Also shown are the. number of matc;hed zones that w~tf!3 
from a low order zone [O or 1 XX] and from a high order zone axis •[~3 XX]. 

Mineral 

Actinolite 
Amosite 

. Anthophyllite 
Eden.ite· 
Richterite . · 
Tremolite 
Winch ite · 

LSH306975 

Reported Zone = Matched Zone 
Yes No 
136 167 
2 3 
4 0 
1 · 5 
1 o' 

15 22 
2 1 · 

Page 39 of 79 .. 

Match Zone Distribution 
Low 0, 1 XX · High [2:3'X XJ 

25 
0 

· o 
1 
0 
0 
0 

214 
4 . 
2 
4 
1 

30 
2 
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Table 3-1-1. Summary of the Quality Assurance analysis 9f same grid openings as wer~ 
analyzed in the original analysis · 

Sample Number True Count . Excess Counts 
Original Over 

Count,% 

CC2-H6-1 CP-1-00594 8 5 - 62.5 
CC2-L6-1CA-100504 . ·9 14 - f55.6 
CC6-H6-2CP-100704 2 · 0 0.0 

C.C6-L6-1 CA 1100794 5 1 20.0 
CPS-H2-14FD-1007 4 2 1 50.0 

· CPS-H2-1PG-100704 ·3 2 66.7 
CPS-H2.-4FD-100704 -4 . 3 , 75.0 
JOGB-H2-5TR-100704 . 4 1· 25.0 . 
NRA.:R03-1 01104 · . 12 9 75.0 
RHB-H2-2FD-100304 5 1 20.0 
RHB-H2-3FD-100304 0 2 n/a 
SFBC-H2-1FD-100604 16 ' ·16 100.0 
SRA-RO 1-100204 . 10· 3 ·30.0 
SRA-R02-100604 0 · 10 n/a 
SRA-R04-100104 9 4 44.4 
SVM-H2:.2FD-100204 3 0 0.0 

Total 92 72 78.3 
. True _Count - the number of fibers reported by both analysts. 
Excess Counts - the numbe"r of particles counted in ·the Original · analysis that were ·not confirmed .by the second 
analysis. 
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Table 3-12. Quality _Assurance Testing on Three Samples: Three analyses of _the same 
grid openings on each sample. · 

SRA-ROS
. 100604 _ 

NRA-R02-
·1b1104 

7 . . 

2 · 
·_ Original 
· Analysis 

True Positive 

·False_ Negative · 

False -Positive 6 -· 2 
···········································································----------

7 

QA#1 2 

·cc2-H8~1CT-
100304 . 

1° 

Totals 

23 
. 3 

9 
---······························· '············ 

11 

·_o 
24 

2 

True Positive 

False Negative 

False Positive 

6 

0 

8 0 5 13 ··············································-·········-··························--'---------········ ......................................................... . 
. True Positive 

QA #2 .. False f'.',Jegative . 

False Positive 

4 

2 

15 

· 7 . 
·2 

2 

8 

3 

5 

19 

7 

22 . 
. True· Positives - the number of particles reported by two of the three analyses. 
False Negative - any particle not reported by analyst ;,A" but (eported by the other two analysts. . 

. False Positive - ariy particle reported by analyst "A" but not by either of the other two analysts. · 
· The total number of fibers that should have been reported is the sum of the True Positive and False 

Negative counts. · 
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Table 3-13. Lis_tihg of the "Bl~nk.-' Filters Collected and Analyzed in This Study 

Sample ID Type Volume, I 

AAMS-1 ZB-092904 Field Blank 4800 

AAMS-1Zl;3-100204 Field Blank 4800 

I· MMS-2ZB-100204 . Field . Blank 4810 

. AAMS-FB-093004 · Filter Blank 4800 

AAMS-FB-100204 Filter Blank· 0 
S RA-1ZB-100804 Field Blank . 6655.05 

SRA-2ZB-100804 · Field Blank 7221.6 
SRA-FB:.100804 Filter Bla_nk 0 

NRA-1ZB-1011'04 . Field Blank 6753.24 
NRA-2ZB-10110.4 Field B1ank 6578 
NRA-1 ZB-1O1204 · Field Blank 6753.24 

I 

NRA-FB-101004 . , ... Filter Blank 0 
SVBA-L2-1ZB-100204 · Field Blank -301 .32 
SVBB-L2-1ZB-100304 . Field .Blank · 302.56 
RHB-L2-1ZB-100304 Field Blank 326.4 
RHB-L2.-FB-_100304 . Filt~r Blank 0 -

APG-L2-1ZB·100404 Field Blank 299.76. 

TPG-L2-1 ZB-1-00404 Field Blank 303.6 

- TPG-L2--FB-100404 · Filter Blank 0 
NFB-L2-1ZB-100504 Field- Blank 301 .29 -

SFBA-L2-1ZB-100504 Field Blank 306·.22 

SFBA-L2-FB-100504 Filter Blank o· 
SFBB-L2-100604 Field Blank , 308.75 . 

SFBB-L2-FB-100604 Filter.Blank 0 
SFBC-L2-1ZB-100604 Field Blank 304.8 
NYB-L2-1ZB-100704 Field Bl~nk 302.05 
CPS-H2_-1ZB-100704 Field Blank 1201 .29 
CP.S-L~-FB-100704 . Filter Blank .0 . 

' . J E G-L2-1 ZB-1 01004 Field Blank · 299.29 
. JEG-L2..:FB-101004 · Filter Blank · 299.9 

. JEP-L2-1ZB-101004 . Field Blank 301.87 

--
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Table 3-14 .- Observed discrepancies between the ~ummary rep.art (see Figure· 2-1) and 
the laboratory count sheets (see Figure 2-2). 

: Report Table -

5-2' 

5-6 

5~6 

-5-8 

5-8 -

5-~ 

5-9, 5-10, 
. 5-11 

5-9, 5-10, 
5-11 

5-9, 5-10, 
5-11 

· 5-15, 5-16 

Sa. 16 

. - 5-'16 · · 

5-17 

5 .. 17 

5-18 

5-18 

5-18 

5-19 

LSH306975 

Sample# 

SRA-R04-100504 

. SVM-H2-5FD-100204 

CC 1-L6-1 C8-1 00204 

SV8A-L2-3CH-100204 

SV8A-L2-5CH-100204 

cc 1-L6-1ca-100204 

CC2-L6-11CC-100304 

CC2-L6-4CC-100304 

CC2-L6-4CC-100304 

CC2-L6~1CA-100504 

SF8A-L2-4CH:- 100504 

SF8A-L2-128-100504 

·_ SF88-H2:-11PG-.100604 

SF8B-L2-4CH-100604 

SF8C-H2-1FD-100604 

SF8C"'.H2-3PG-100604 

SF8C-L2-2CH-100604 

NY8-L2-2CH-100704 

Error 

12 total stn,1ctures counted, 11 reported · 

Grid A, No. · 2, Loe. EH2, reporte·d as ''.NSD" .(no structures · 
detected), put also lists a 13 µm actinolit~ part_icle: · 

4 totai structures reported, 5 co~nted 

9 total structures reported; 1 O primary str1:1ctures reported; 
1 O primary and 10 total structures counted · 

13 total structures reported; 14 primary structures reported ; 
14 primary and 14 total structures counted · 

4 total structures reported; 5 primary structures reported ; 5 
primary and 5 total structures counted 

2 total structures reported; 3 primary structures report_ed; 3 
· primary and 3 total structures cou.nted 

Grid 8, No. 29, Loe. 822 reported as "_NSD" (no structures 
detected), but also lists a 4.2 µm actinolite particle. True - . 
total particle count is 14, not 15. 

Grid 8, ·No. 29 is listed as Loe. 822 and as Loe. 82. 

25 total structures reported; 26 total structures counted 

49 total structure~ reported; 50 primary structures reported; 
50. primary anq 50 total· structures counted 

· Data analyzed 1/16/2004, date collected 10/5/2004 _. 

27 total structures reported; 28 primary structures reported; 
28 primary. and 28 total structures counted 

50 total structures reported; 51 primary structures reported; 
51 primary and 51 total structures counted. 

22 grid openings reported as counted , 23 actually counted 

21 grid openings reported as counted, 22 actua·lly counted 

103 total structures reported; 102 total structures counted . 

35 total structures· reported; 33 primary structures reported; 
33. primary and 36 total structures counted · 
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Report Table Sample# 

5-19 NYB-L2-2CH-100704 . 

5-19 NYB-L2-2CH-100704 

. . 

5-20 : CPS-L2-1CH-100704 

5-22 BIK-L2:5cH-100504 

· 1 

--

--
LSH306975 

Final 

Error 

89 grid openi.ngs reported as counte·d, 90 actually counted_ 

PCME concentration incorrec~ly reported as 0.04. Lab/Cor 
reported 4 PCME structures-. With an analytical .sensitivity 
of 0.00101- , the PCME concentration is 4x0.00101=0.004 
flee . .This error was carri_ed .throug~ to -th~ May report_. . · -

90 grid ·openings reported as counted, 91 actually counted · 

88 grid openings reported as co.unted , 89 actually counted 
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Table ·4-1. Soil Samples Received ~n August 26 -from Youngdahl Consult,ng Group. The samples ·were split samples 
collected by Ecology & Environment" dt,J°rihg .the September - Octo~er 2004 sampling in El Dorado Hills, CA. 

TEM Asbestosa TEM Asbestos 
· Analyses Performed by 

Location F i~ld Sample No. Reported 
Sampl~ # Concentration·s RJLG 

Unknown EDH-ZP.3-100704 .. PLM, SEM, TEM 

· New York Creek Trail NYT-SC3-100804-FG2 7 41-00023-034 . 1 -: 5%- Actinolite PLM, S~M 

New York Creek Trail NYT-SJ3-100804-FG2 7 41-00024-046 1 - 5% Actinolite PLM, SEM, XRD, TEM 

· New York CreekTrail NYT-SH2-1.00804-FG2 · 7 41-00024-049 . 1 ~ 5% Actinolite PLM 

New York Creek Trail ·. NYT-SF1-100804-FG2 7 41-00023-026 < 1 % Actinolite PLM, SE'.M, XRD 

New York Creek Trail NYT~SA 1-100804.:FG2 7 41-00023-040 1 - 5% Actinolite PLM, SEM, ·xRD 

Community Park So"ccer Field . CPS-S05-100804-FG2 741-00023-018 < 1% Actinolite PLM, SEM, XRD, TEM 

. Community Park Soccer Field CPS~s·101-100804-FG2 741-00023-015 < 1 % Actinolite · PLM, SEM, TEM 

New York Creek Baseball Field NYB-S08-100804-FG2 . 7 41-00023-008 < 1% Actinolite PLM 

New York Creek Baseball Field . NYB-S09-100804-FG2 7 41-00023-007 1 - 5% Actinolite PLM 

· Community Park South Field SFB-S08-100804-FG2 7 41-00024-026 < 1-% Actinolite . · PLM, SEM 
I • , 

Community Park South Field SFB-S09-100804-FG2 . 7 41-00024-032 < 1 % Actinolite PLM 

Community Park North Field. NFB-SS02-100804-FG2 7 41-00024-015 < 1 % Actrriolite PLM . 

Community Park North Field N FB-SS04-100804.-FG2 741-00024-013 < 1 % Actinolite PLM, SEM, XRD 

. Community Park North Field NFB-S04-100804-FG2 7_ 41-00023-051 1 - 5% Actinolite · PLM,.SEM, TEM 

Silva _valley Baseball _Field SVB-S06-100904-FG2 7 41-00025-029 < 1 % Actinolite PLM 

Silva Valley Baseball Field SVB-S08-100904-FG2 741-00025-012 < 1 % Actinolite· PLM 

Jackson Elementary Field . JSS-S-04-101004-FG2 7 41-00026-015. ·< 1 % Actinolite · PLM, SEM, XRD 

Jackson Elementary Field JSS-807-101-004-FG2 741-00026-018 < 1 % Actinolite P~M, S~M 

. · Rolling Hills Soccer Field RHS-S02: 100904-FG2 7 41-00025-032 < 1 % Actinolite PLM, SEM 

Rol_ling Hills Soccer _Field RHS-S07-100904:.FG2 7 41-00025-031 < 1 % Actinolite PLM 

.J~ckson Elementary School Garden JSG-S09"'.101004-F.G2 · 7 41 '-00026-003 < 1 % Actinolite · PLM 

Dirt .Embankment DEM-S03-100904-FG2 741-00025-001 < 1 % Actinolite __ f'LM, SEM, TEM 
a - TEM Asbestos Laboratories, Inc. . . . 
PLM _, polarized light miGroscopy; XRD - X-ray powder diffraction; SEM ~ scann_ing electron microscopy;_ TEM _- transmission electron micr"oscopy 
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Appendix 1 

The data ·from the Origina1·-and Quality Assurance (QA) An·a1yses are present_ed in these 
· pages. The data from the·QA analysis have been·rearranged to correspond with the . · 

Original analysis. The primary· counts from the original ·analyses that were not verified . ·· 
-are highlighted in orange. · · 

... _~ 
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Count Gr No Loe. ID 
1 A 1 A12 AZQ 

A 2 822 AQ 
2 A 3 810 AQ 
3 A 3 810 AQ 

A 3 810 AQ 
4 A 3 810 AQ 

A 4 A30 
A 5 D2 AQ 
A 5 D2 

5 A 6 D31 AQ 
6 A 7 D23 AQ 

A 7 D23 
7 A 8 C10 AQ 

A 8 C10 AQ 
A 8 C10 AQ 

8 A 9 C41 AQ 
A 10 C22 
A 11 C14 
8 12 A30 
8 13 A11 
8 14 D21 

9 8 15 C40 AQ 
8 16 C11 
8 17 C24 AQ 
8 18 81 
B 19 820 

LSH306975 

Final 

SRA-R04-100104 

Original Analysis 
Prim Tot Class Len Wid Asp ID 

1 1 F 3.8 0.3 13 AQ 
2 2F 3.5 1 3.5 -- -
3 3 F 7.5 1 7.5 AQ 
4 MD1-0 4 1.8 2.2 AQ 

4 MF 4 0.45 8.9 AQ 
5 5 F 4.5 1.2 3.7 AQ 

NSD 
6 6F 7.5 1.8 4.2 

AQ 
7 7 F 2.5 0.7 3.6 AQ 
8 8 F 4 1.1 3.6 AQ 

9 MD1-1 7.5 4 1.9 AQ 
9 MF 7.5 0.7 11 AQ 

10 10 F 2.4 0.6 4 
11 11 F 5 1 5 AQ 

NSD 
NSD 
NSD 
NSD 
NSD AQ 

12 12 F 3.7 0.5 7.4 AD 
NSD 

13 13 F 9 0.8 11 
NSD 
NSD 
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QA Analysis 

Prim Tot Class Len Wid Asp 
6 6 F 3.8 0.38 10 

NSD 
1 1 F 7.5 1 7.5 
2 MD1-0 4.3 1.5 2.9 

2 MF 3.5 0.22 16 
3 3 F 4 1 4 

NSD 

7 7 F 2 0.6 3.3 
9 9 F 2.5 0.4 6.2 
8 8 F 3 0.25 12 

4 MD1-1 7.8 3.8 2.1 
4 MF 6.5 0.7 9.3 

5 5 F 4.5 1 4.5 
NSD 
NSD 
NSD 
NSD 

11 11 F 5.8 1 5.8 
10 10 F 3.8 0.45 8.4 

NSD 
NSD 
NSD 
Not Analyzed 



-
Count Gr No Loe. ID 

A 1 822 
A 2 C2 AD'Q 
A 2 C2 

1 A 3 C32 AZQ 
2 A 4 A41 CD 

A 4 A41 CD 
3 A 4 A41 ADQ 
4 A 5 A21 AZQ 

A 5 A21 AZQ 
5 A 6 D11 ADQ 

A 7 D41 
A 7 D41 
A 7 D41 CDQ 
A 7 D41 CDQ 
8 8 834 
8 9 814 
8 9 814 
8 9 814 
8 9 814 
8 10 C4 CMQ 
8 10 -C4 CMQ 
8 10 C4 CMQ 
8 10 C4 CMQ 
8 11 C24 

6 8 12 D1 AQ 
7 8 13 D21 AQ 

8 13 D21 AQ 
8 8 13 D21 AQ 

8 13 D21 AQ 
9 8 13 D21 AQ 
10 8 14 D41 AQ 

LSH306975 

Final 

SRA-R01-100204 

Original Analysis 
Prim Tot Class Len Wid Asp ID 
NSD 

1 1 F 12 1.4 8.6 
AQ 

2 2F 1.9 0.6 3.2 AQ 
3 MD1-0 2 0.4 5 CDQ 

3 MF 0.8 0.1 8 CDQ 
4 4F 3 0.22 14 AQ 
5 MD1-1 16 10 1.6 ADQ 

5 MF 8 1.2 6.7 ADQ 
6 6F 2.8 0.4 7 AQ 

CD 
CD 

1 MD1 -0 4 1.2 3.3 CD 
7 MF 1.2 0.08 15 CD 

NSD 
NSD CD 

CD 
CD 
CD 

8_ MD3-0 2 1 2 
8 MF 1.2 0.1 12 
9 MF 1 0.1 10 

10 MF 0.8 0.1 8 
NSD 

9 11 F 3 0.5 6 AQ 
10 MD1-0 4.5 3.5 1.3 AQ 

12 MF 1.3 0.35 3.7 AQ 
11 MD1-0 13 6 2.2 AQ 

13 MF 3 0.2 15 AQ 
12 14 F 3.5 0.38 9.2 AQ 
13 15 F 2 0.4 5 AQ 
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QA Analysis 
Prim Tot Class Len Wid Asp 
NSD 

4 4F 11.5 1.2 9.6 
5 5F 1.8 0.6 3 
2 MD1-0 1.7 0.35 4.9 

2 MF 0.8 0.11 7.3 
3 3F 2 0.18 11 
1 MD1-1 30 15 2 

1 MF 7.8 1 7.8 
6 6F 2.6 0.45 5.8 
7 MD1-0 7.5 3 2.5 

7 MF 1.2 0.11 11 

NSD 
8 MD3-0 2 1 2 

8 MF 1.2 0.11 11 
9 MF 1.2 0.1 12 

10 MF 1 0.1 10 
Not Analyzed 

NSD 
9 11 F 3 0.5 6 

10 MD1-0 4.5 3.8 1.2 
12 MF 1.3 0.35 3.7 

11 MD1-0 12 6 2 
13 MF 4 0.18 22 

12 14 F 3.8 0.38 10 
13 15 F 2 0.38 5.3 



Count Gr No Loe. ID 
A 1 841 
A 2 821 AQ 
A 2 821 AQ 
A 2 821 
A 2 821 
A 3 81 AQ 
A 3 81 AQ 
A 3 81 
A 4 C11 AQ 
A 4 C11 AQ 
A 5 C31 AQ 
A 5 C31 AQ 
A 6 C42 
A 6 C42 
A 6 C42 
A 7 C33 AQ 
A 7 C33 AQ 
A 7 C33 AQ 
A 7 C33 AQ 
A 7 C33 AQ 
A 7 C33 AQ 
A 7 C33 AQ 
A 7 C33 AQ 
A 7 C33 
A 7 C33 
A 7 C33 
A 7 C33 
A 7 C33 
A 7 C33 
8 8 D41 
8 9 D21 AQ 
B 9 D21 AQ 
8 9 D21 
B 9 D21 
8 10 D1 
8 11 A11 
8 12 A31 
8 13 A40 AZQ 
B 13 A40 AZQ 
B 13 A40 
B 13 A40 
8 14 A20 

Final 

SRA-R02-100604 

Original Analysis 
Prim Tot Class Len Wid Asp 
NSD 

1 MD1-1 15 10 1.5 
1 MF 9 0.65 14 

2 MD~-1 7.5 5 1.5 
2 MF 7 0.85 8.2 

3 MD1-0 6 6 1 
3 MF 4 1 4 

4 MD1 -0 1 5 4 1.2 
4 MF 4.5 0.75 6 

NSD 

5 SF 5 0.75 6.7 
6 MDn-o 20 15 1.3 

6 MF 4 0.85 4.7 
7 MD2-0 35 15 2.3 

7 MF 4 0.75 5.3 
8 MF 4 0.65 6.2 

8 MD1 -0 10 7.5 1.3 
9 MF 5 1 5 

NSD 
9 MD1-1 15 14 1.1 

10 MF 10 2.75 3.6 

NSD 
NSD 
NSD 

10 MD1"-1 11 8 1.4 
11 MF 5.5 0.75 7.3 

NSD 

QA Analysis 
ID Prim Tot Class Len Wid Asp 

NSD 

AQ 1 1 F 6 0.9 6.7 
AQ 2 2 F 9 0.7 13 

AQ 3 3 F 2 0.5 4 
NSD 

NSD 

AQ 4 4 F 6 1.1 5.5 
AQ 5 MD1-1 12 10 1.2 
AQ 5 MF 5.2 1 5.2 

AQ 6 6 F 4.9 0.7 7 
AQ 7 7F 10 3 3.3 
AQ 8 8 F 11 0.9 12 
AQ 9 9F 4 0.8 5 
AQ 10 10 F 5 0.8 6.2 
AQ 11 11 F 11 1.1 10 

NSD 

AQ 12 12 F 9 2.3 3.9 
AQ 13 13 F 2.3 0.4 5.8 

NSD 
NSD 
NSD 

AQ 14 14 F 9.5 2.5 3.8 
AQ 15 15 F 6 0.9 6.7 

NSD 



Oriainal Analysis 

Count G1No Loe. ID Prim Tot Class 

A 1 A2 NSD 

A 1 A2 
1 A 2 A20 NSD 

2 A 3 B11 AZ.Q 1 1 B 

A 3 B11 
A 3 B11 
A 3 811 
A 3 B11 
A 3 B11 
A 3 B11 
A 3 B11 
A 3 B11 
A 3 B11 
A 3 B11 
A 3 B11 
A 3 B11 
A 3 811 

3 A 4 B23 AQ 2 2 F 
A 4 B23 
A 4 B23 
A 4 823 
A 4 B23 
A 5 C12 AQ 3 3F 

4 A 5 C12 AQ 4 4F 
A 6 C31 NSD 
A 6 C31 

5 A 7 D21 AQ 5 5 F 
B 8 D2 NSD 
B 9 A11 AQ 6 MD2-1 
B 9 A11 AO 6 MF 
B 9 A11 AQ 7 MF 
B 9 A11 
B 9 A11 
B 9 A11 
B 9 A11 
B 9 A11 
B 10 A30 NSD 
B 11 B23 AQ 7 88 
B 11 B23 
B 11 B23 
B 12 C1 NSD 
B 13 C32 AQ 8 .s F 
B 13 C32 AQ -.9 10 F 
B 13 C32 
B 13 C32 
B 13 C32 
B 13 C32 
B 13 C32 
B 14 D40 NSD 
B 14 D40 
B 14 D40 
B 14 D40 
B 14 D40 
B 14 D40 

6 B 15 D11 AQ 10 11 B 
B 15 D11 AQ 11 12 F 

LSH306975 

Len W id 

13 0.7 

12 1 

1.7 0.5 
7 0.5 

8 1.2 

25 22 
22 0.7 

4 .8 0.3 

3 0.8 

2.5 0,3 
4.9 0.7 

11 1.3 
5.3 1 

Final 

SRA-R05-100604 

QA Analysis #1 
Aso ID Prim To Class Len 

NSD 

AQ 1 1 F 12 
19 AQ 2 2B 12.5 

AQ 3 3 F 13 
AQ 4 MD1-1 12 
AQ 4 MF 12 

12 AQ 5 SF 12 

3.4 
14 AQ 6 6 F 7 

AQ 7 MD 15 
AQ 7 MF 8 

6.7 AQ 8 8 F 8.3 
NSD 

1.1 
31 
16 

AQ 9 9 F 3 
AQ 10 MD1-1 20 
AQ 10 MF 15 

NSD 
3.8 NSD 

NSD 
8.3 

7 
AQ 11 MD1-1 11 
AQ 11 MF 11 

AQ 12 12 F 5.1 
AQ 13 13 F 9 

8.5 AQ 14 14 B 11 
5.3 

P~nA F;O nf 70 

QA Analysis #2 
Wid AsI ID Prim Tot Class Len W id Asp 

AQ 1 MD1-1 20 15 1.3 
AQ 1 MF 5.5 0.55 10 

2 6 AQ 2 2 F 12 2 6 
1 12 

2.5 5 
10 1 

1.5 8 
AQ 3 MD2-2 15 15 1 
AQ 3 MF 15 1.2 12 
AQ 4 MF 13 2.5 5.2 
AQ 4 MD1-1 7.5 6 1.2 
AQ 5 MF 6 0.75 8 
AQ 5 6 F 1.5 0.25 6 
AO 6 MD1-1 20 12 1.7 
AQ 7 MF 12 2.5 4.8 
AQ 7 MD1-0 2.5 2 1.2 
AQ 8 MF 2.5 0.2 12 

0.9 13 
AD 8 MD1-0 10 7.5 1.3 
AD 9 MF 5 1 5 
AD 9 MD1-1 17 10 1.7 
AD 10 MF 12 1 12 

0.5 14 AO 10 11 F 6 0.3 20 
15 1 NSD 

0.5 16 
1.1 8 AQ 11 12 F 7.5 1.2 6.2 

AQ 12 13 F 30 5 6 

0.3 10 
10 2 

0.8 19 
AQ 13 MD1-0 25 25 1 
AQ 14 MF 4 0.6 6.7 
AQ 14 15 F 2.5 0.25 10 

AQ 15 MD1-0 5 3 1.7 
AQ 16 MF 2.85 0.75 3.8 

NSD 

4 3 
1 11 

AQ 16 MD2-0 7.5 7.5 1 
AQ 17 MF 5 1.1 4 .5 
AQ 18 MF 2 .5 0.6 4 .2 

0.4 13 
1.5 6 

AQ 17 MD1-0 5 5 1 
AQ 19 MF 4 .5 0.35 13 
AQ 18 MD1-1 7.5 7.5 1 
AQ 20 MF 7.5 1.5 5 

1.3 9 AQ 19 21 F 11 1.2 9.2 



-
Original Anal 1sis 

Count Gr No. Loe. ID Prim Tot Class Len Wid 
A 1 A22 NSD 
A 2 A40 NSD 
A 3 B21 AQ 1 MD1 -1 35 10 
A 3 B21 AQ 1 MF 35 2.2 

1 A 3 B21 
A 4 B3 NSD 

2 A 5 C14 AQ 2 2 F 2.6 0.6 
A 6 C32 NSD 
A 7 C40 AQ 3 MD1 -1 10 8 
A 7 C40 AQ 3 MF 7.5 0.8 

3 A 7 C40 AQ 4 MD1-0 4 2 
A 7 C40 AQ 4 MF 4 0.2 

4 A 7 C40 
A 8 D31 NSD 
A 9 D11 NSD 
B 10 A22 NSD 

5 B 11 A3 AQ 5 5 F 13 2 
B 12 D22 NSD 

6 B 13 D30 AQ 6 6 F 5.2 1.4 
7 B 13 D30 AQ 7 7 F 4 0.3 

B 14 C32 NSD 
8 B 15 C11 AQ 8 8 F 8 1.3 
9 B 16 B1 AQ 9 MD1-1 18 15 

B 16 B1 AQ 9 MF 7 0.5 
B 17 B22 NSD 
B 17 B22 
B 17 B22 
B 17 B22 

LSH306975 
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NRA-R02-101104 
QA Analysis #1 

Asp ID Prim Tot Class Len 
NSD 
NSD 

3.5 
16 

AQ 1 1 F 23 
NSD 

4.3 AQ 2 2 F 4 
NSD 

1.2 
9.4 
2.0 
20 

AQ 3 3 F 7.5 
NSD 
NSD 
NSD 

6.5 AQ 4 4 F 13 
NSD 

3.7 AQ 5 5 F 5.2 
13 

NSD 
6.2 AQ 6 6 F 8 
1.2 AQ 7 MD1-1 17 
14 AQ 7 MF 8 

NSD 
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Wid Asp 

1.8 13 

0.6 6.7 

0.8 9.4 

2 6.5 

1.6 3.2 

1.5 5.3 
15 1.1 
0.5 16 

QA Analysis #2 
ID Prim Tot Class Len Wid Asp 

NSD 
NSD 

ADQ 1 1 F 29 1.5 19 
NSD 
NSD 
NSD 

AQ 3 MD1-0 4 2.5 1.6 
AQ 3 MF 4 0.25 16 
AQ 2 2 F 7.5 0.7 11 

NSD 
NSD 
NSD 

AQ 4 4 F 12.8 2 6.4 
NSD 

AD 5 5 F 4 0.4 10 
NSD 

AQ 6 6 F 8 1.3 6.2 
AD 7 MD1-0 15 13 1.2 
AD 7 MF 4 0.5 8.0 
AD 8 MD1-0 5 3.8 1.3 
AD 8 MF 3 0.8 3.8 
AQ 9 MD1-1 18 8 2.2 
AQ 9 MF 12 3.3 3.6 



Count Gr No. Loe. 
1 A 1 831 

A 2 811 
A 2 811 
A 2 811 
A 2 811 
A 2 811 
A 2 811 
A 2 811 
A 3 C11 

2 A 3 C11 
3 A 3 C11 

A 3 C11 
A 3 C11 
A 3 C11 
A 4 01 

4 A 4 01 
5 A 4 D1 
6 A 4 01 

A 5 031 
A 6 833 
A 7 813 
A 7 813 
A 8 C23 
A 8 C23 

7 A 8 C23 
B 9 842 

8 B 9 842 
B 9 842 
B 10 822 
B 10 822 
B 10 822 
B 10 822 
8 10 822 

9 B 10 822 
B 11 82 
B 12 C12 
B 13 A41 

10 8 13 A41 
B 13 A41 
8 14 A21 
B 15 A1 

11 B 16 020 
12 B 16 020 

B 16 020 
B 16 D20 
B 16 D20 
B 16 D20 

-
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NRA-R03-101104 
Original Anal ,sis 

ID Prim Tot Class Len Wid Asp 
ADQ 1 1 F 14 2.2 6.4 

AQ 2 MD1-0 15 8 1.9 
AQ 2 MF 4.5 0.7 6.4 
AZ.Q 3 MD1 -0 ~5 7 2.~ 
AZ.Q 3 MF 4.6 0.7 6.6 

CDQ 4 4 B 1.8 0.22 8.2 
CD 5 CD3-0 2.2 0.8 2.8 
CD 5 CF 1.1 0.08 14 
CD 6 CF 1.1 0.1 11 
CD 7 CF 0.6 0.1 6.0 
CD 6 8 B 5 0.6 8.3 
AQ 7 9 F 10.6 1.1 9.6 
AQ 8 10 F 8 1.2 6.7 
ADQ 9 11 F 2.1 0.4 5.2 

NSD 
NSD 

CD 10 MD1-0 3.8 2.5 1.5 
CD 12 MF 1.5 0.08 19 

AQ 11 13 F 3.3 0.5 6.6 
AQ 12 14 F 5 0.7 7.1 

AQ 13 MD1-1 12 8 1.5 
AQ 15 MF 5.2 0.6 8.7 

AQ 14 MD1~0 8 8 1.0 
AQ 16 MF 1.2 0.35 3.4 

CDQ 15 17 F 1.5 0.1 15 
NSD 
NSD 

AQ 16 18 F ~.7 0.5 3.4 
CD 17 19 F 1.2 0.05 24 

NSD 
CD 18 20 8 0.9 0.15 6.0 
CMQ 19 21 B 24 4 6.0 
CDQ 20 MD3-0 6.8 4 1.7 
CDQ 22 MB 1.5 0.3 5.0 
CDQ 23 MF 0.6 0.08 7.5 
CDQ 24 MF 0.5 0.08 6.2 
CDQ 21 25 .B 4 1 4.0 
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QA Analysis 
ID Prim Tot Class Len Wid Asp 
AQ 1 1 F 16 2 8.0 
AQ 2 2 F 4.9 0.9 5.4 

AQ 3 MD1-1 18 15 1.2 
AQ 3 MF 10 1.4 7.1 
AQ 4 4 F 9 2.5 3.6 
CD 5 5 B 1.7 0.3 5.7 
CD 6 CD3-0 2.5 0.8 3.1 
CD 6 CF 1.2 0.01 120 
CD 7 CF 1.5 0.05 30 
CD 8 CF 1 0.1 10 

AQ 7 9 F 11 1.2 9.2 
AQ 8 10 F 9 1.8 5.0 
AQ 9 11 F 2.5 0.5 5.0 

NSD 
AQ 10 12 B 4.9 2.5 2.0 

NSD 

AQ 11 13 F 13 3 4.3 

AQ 12 14 F 4 0.8 5.0 
AQ 13 15 F 5.2 0.7 7.4 
AQ 14 MD1-1 8 8 1.0 
AQ 16 MF 8 0.7 11 
AQ 19 23 F 8 2.2 3.6 

AQ 20 MD1-1 8 7 1.1 
AQ 24 MF 8 0.6 13 
CD 21 25 F 1.6 0.05 32 

NSD 
NSD 

CM 16 18 F 1.5 0.04 38 
AQ 15 17 F 13 2.5 5.2 

NSD 
NSD 

CD 17 19 8 28 3 9.3 
CD 18 MD3-0 8 4 2.0 
CD 20 MB 2.5 0.06 42 
CD 21 MF 0.6 0.06 10 
CD 22 MF 0.5 0.06 8.3 



-
Original Analysis 

Count Gr No Loe. ID Prim Tot Class Len Wid 
1 A 1 844 AZQ 1 MD1-1 17 7.75 

A 1 844 AZQ 1 MB 15.5 3.75 
A 2 824 NSD 

2 A 3 84 CDQ 2 2F 0.7 0.1 
3 A 3 84 CMQ 3 MD1-0 6 4 

A 3 84 CMQ 3 MF 4.5 0.1 
A 3 84 
A 3 84 

4 A 4 C14 AQ 4 4F 13.3 1.75 
A 5 C34 CMQ 5 5F 0.7 0.05 

5 A 5 C34 AQ 6 6 F 2 0.25 
A 6 C43 NSD 
A 6 C43 
A 6 C43 
A 7 C23 NSD 

6 A 8 813 AQ 7 7 F 11 .5 0.8 
B 9 834 NSD 

7 B 10 814 AQ 8 MD1-1 30.5 5.5 
B 10 814 AQ 8 MF 26 1.5 
B 11 C4 NSD 
B 12 C24 
B 12 C24 

8 B 12 C24 AQ 9 9 F 4.25 1.1 
B 12 C24 
B 13 C44 NSD ' 
B 13 C44 

9 C 14 844 AQ 10 10 F 6 1.75 
C 14 844 
C 15 824 NSD 
C 16 84 NSD 
C 17 C14 NSD 
C 17 C14 
C 18 C44 
C 18 C44 

10 C 18 C44 AQ 11 11 F 3.45 0.3 
11 C 18 C44 AQ 12 MD1-0 10.5 8 

C 18 C44 AQ 12 MF 4 0.4 
C 18 C44 

LSH306975 

-Final 

CC2-H8-1CT-100304 
QA Analysis #1 

Asp ID Prim Tot Class Len 
2.2 AZQ 1 MD1 -1 17.5 
4.1 AZQ 1 MB 16 

NSD 
7 CMQ 2 2 F 0.6 

• 

Wid Asp ID 
8 2.2 AQ 

3.9 4.1 AQ 

0.1 6 CD 
1.5 CMQ 3 MD1-0 6 4.25 1.4 
45 CMQ 3 MF 4 0.1 40 

40 CD 
40 CD 

7.6 AQ 7 7 F 13.5 2 6.8 AQ 
14 
8AQ 4 4F 2.1 0.25 8.4 AQ 

AQ 5 5 F 1.2 0.2 6 
AQ 6 MD1-1 9.5 3.3 2.9 
AQ 6 MF 8.5 1.6 5.3 

NSD 
14 AQ 8 BF 10.2 1 10 AQ 

NSD 
5.5 AQ 9 MD1 -1 31 14 2.2 AQ 
17 AQ 9 MF 26 1.15 23 AQ 

NSD 
AZQ 10 MD1 -1 13.8 9 1.5 
AZQ 10 MF 13.8 3 4.6 

3.9 AQ 11 11 F 4.25 1.2 3.5 
AQ 

NSD AQ 
AQ 

3.4 AQ 12 12 F 6.2 1.75 3.5 AQ 
AQ 

NSD 
NSD 

AQ 13 MD1-1 22 18 1.2 
AQ 13 MF 10.3 1.75 5.9 
AQ 14 MD1 -1 45 8 5.6 
AQ 14 MF 45 2.5 18 

12 AQ 15 15 F 3.4 0.25 14 AQ 
1.3 AQ 16 MD1 -0 10.25 8.5 1.2 
10 AQ 16 MF 3.5 0.45 7.8 

AQ 
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QA Analysis #2 

Prim Tot Class Len Wid Asp 
4 MD1 -1 17.5 7 2.5 

4 MF 15 4.3 3.5 
NSD 

3 3F 0.6 0.08 7.5 

2 MD1-0 6 4 1.5 
2 MB 1.5 0.1 15 

5 5F 14 1.5 9.3 

6 6F 2 0.38 5.3 
NSD 

NSD 
1 1 F 10.8 0.8 13 

NSD 
7 MD1-1 27 5 5.4 

, 7 MF 24 1.3 18 
NSD 

8 BF 14 3 4.7 
9 MD1-0 11 8 1.4 

9 MF 4.5 1 4.5 
10 10 F 6.5 2 3.2 
11 11 F 10 3 3.3 

NSD 
NSD 
NSD 

13 13 F 3.8 0.3 13 

12 12 F 40 2.5 16 



-
Count Gr No Loe. 

A 1 834 
A 2 824 
A 3 814 
A 4 C4 
A 5 C14 
A 6 C34 
A 7 C43 
A 8 C33 
A 9 C13 
A 10 C3 
A 11 813 
A 12 823 
A 13 A41 
A 14 A21 
8 15 844 
8 16 834 
8 17 824 
8 18 C4 
8 19 C14 
8 20 C24 

1 8 21 C34 
8· 22 C44 

2 8 23 C23 
3 8 23 C23 

LSH306975 

ID 

. I . ( 

-Final 

SVM-H2-2FD-100204 

OriQinal Analysis 
Prim Tot Class Len Wid Asp ID 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

QA Analysis 
Prim Tot Class Len 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD -
NSD 
NSD 
NSD 
NSD 

· NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

CDQ 1 1 8 10 2 5 CDQ 1 1 8 16 
NSD Not Analyzed 

AZQ 2 2 F 10 2 5 AQ 2 2 F 10 
AQ 3 3F 5 0.85 5.9 AQ 3 3 F 4.3 
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-
Wid Asp 

1 16 

1.8 5.6 
0.9 4.8 



-
Count Gr No. Loe. ID 

A 1 A43 
A 2 A23 
A 3 A3 
A 4 D13 

1 A 5 D33 AZQ 
A 6 D41 
A 7 D21 AQ 
A 7 D21 AQ 
A 7 D21 
A 8 D1 
A 9 A11 
A 10 B40 
A 11 B20 
A 12 C1 

2 B 13 B43 AQ 
B 14 B23 
B 15 B3 
B 16 C13 
B 17 C43 

3 B 18 C41 AQ 
B 19 C21 
B 20 C1 
B 21 B11 

4 B 22 B31 AQ 
5 B 22 B31 AQ 

LSH306975 

-Final 

RHB-H2-2FD-100304 

Original Analysis 
Prim Tot Class Len Wid Asp ID 
NSD 
NSD 
NSD 
NSD 

1 1 F 4.9 0.7 7 AQ 
NSD 

2 Mo1 .. o 4.3 2.7 1.6 
2 MF 4 0.45 8.9 

AQ 
NSD 
NSD 
NSD 
NSD 
NSD 

3 3 F 4.8 1.2 4 AQ 
NSD 
NSD 
NSD 
NSD 

4 4F 11 1 11 AQ 
NSD 
NSD 
NSD 

5 SF 7.7 0.5 15 AQ 
6 6 F 6 1.5 4 AQ 
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QA Analysis 
Prim Tot Class Len Wid Asp 
NSD 
NSD 
NSD 
NSD 

1 1 F 4.7 0.6 7.8 
NSD 

2 2 F 4 0.5 8 
NSD 
NSD 
NSD 
NSD 
NSD 

3 3F 4 1.3 3.1 
NSD 
NSD 
NSD 
NSD 

4 4 F 11 0.9 12 
NSD 
NSD 
NSD 

5 5 F 8 0.5 16 
6 6 F 6 1.2 5 



\_,,, ":,... . ;.., ,,.,,;;" v_,.. \...," 

- -Final -
RHB-H2-3FD-100304 

Original Analysis QA Analysis 
Count Gr No. Loe. ID Prim Tot Class Len Wid Asp ID Prim Tot Class Len Wid Asp 

A 1 B42 NSD NSD - --· 
A 2 B12 NSD NSD 
A 3 C12 NSD NSD 
A 4 B14 NSD NSD 
A 5 C14 NSD NSD 

·-··· 
A 6 C44 NSD ADQ 2 2 F 11 0.9 12 
A 7 A20 NSD AQ 1 1 F 6 1.5 4 
A 8 D10 NSD NSD 
B 9 A32 NSD NSD 
B 10 A2 NSD NSD -~---
B 11 D22 NSD NSD 
B 12 B31 NSD NSD 
B 13 B1 NSD NSD 
B 14 C21 NSD NSD 
B 15 B13 NSD NSD 
s · 16 C3 NSD NSD 
C 17 B23~ NSD 
C 18 B43 NSD NSD 
C 19 B3 ~ NSD 
C 20 C13 
C 20 C13 AZQ 2 MF 8 0.75 11 
C 20 C13 AQ 3 3F 4.5 0.38 12 
C 21 C33 NSD NSD 
C 22 C42 NSD NSD 
C 23 C22 NSD NSD 
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-
Count Gr No. Loe ID 

A 1 A11 
A 2 A20 

1 A 3 821 CDQ 
2 A 3 821 CM 

A 3 821 CM 
A 4 C2 CM 
A 4 C2 CM 
A 5 C21 

3 A 5 C21 CDQ 
A 6 D10 
B 7 820 

4 B 8 823 CD 
B 8 823 CD 
B 8 823 
B 8 823 

5 B 9 83 CDQ 
6 B 9 83 AZQ 
7 B 9 83 CDQ 

B 9 83 CDQ 
B 9 83 CMQ 
B 9 83 CMQ 
B 9 83 
B 9 83 
B 10 C21 CMQ 

8 B 10 C21 ADQ 
B 11 C10 
B 11 C10 
B 11 C10 CMQ 
B 12 D11 ODQ 
B 12 D11 CDQ 
B 12 D11 CDQ 
B 12 D11 

LSH306975 

Final 

CC2-H6-1CP-100504 

Original Analysis 
Prim Tot Class Len Wid Asp ID 
NSD 
NSD 

1 1 F 0.75 0.1 7.5 CD 
2 MD1-0 4 2.5 1.6 CD 

2 MF 2 0.05 40 CD 
3 MD'2-0 z~ 2 1.2 

3 MB 1.5 0.15 10 
AQ 

4 4 F 0.65 0.05 13 CD 
NSD 
NSD 

5 MD1-0 4 2.5 1.6 CDQ 
5 MF 2 0.07 29 CDQ 

CD 
AQ 

6 6 F 1.05 0.05 21 CD 
7 7 F 12 0.75 16 AQ 
8 MD1-0 1.5 1.5 1 CDQ 

8 MF 1.5 0.1 15 CDQ 
9 MD1-0 2.5, 2 1.2 

9 MF 2.5 0.05 50 
CD 
CD 

·- 10 10 F 0.5 0.05 10 
11 11 F 2 0.3 6.7 AQ 

CD 
CD 

12 12 F 1.6 0.05 3Z 
13 MD2-0 2.5 1.75 1.4 

13 MF 0.75 0.05 15 
14 MF 0.6 0.05 12 

CD 
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QA Analysis 

Prim Tot Class Len Wid Asp 
NSD 
NSD 

1 1 F 0.8 0.11 7.3 
2 MD1-0 4 3.8 1.1 

2 MF 1 0.05 20 
NSD 

3 3 F 4 0.6 6.7 
4 4 F 0.6 0.08 7.5 

NSD 
NSD 

5 MD1-0 3.5 2 1.8 
5 MF 2 0.08 25 

6 6F 0.6 0.08 7.5 
7 7 F 5.3 0.4 13 
9 9F 1 0.08 12 

10 10 F 12 0.8 15 
8 MD1-0 1.8 1 1.8 

8 MF 1.8 0.05 36 

11 MD1-0 1.5 0.8 1.9 
11 MF 0.7 0.1 7 

13 13 F 2 0.38 5.3 
12 MD1-0 1.8 1 1.8 

12 MF 1.8 0.08 22 

14 14 F 0.5 0.08 6.2 



• • • :e -• • 
• 

LSH306975 

Count 

1 

2 

3 

4 

5 

6 
7 

8 

9 

Gr 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
A 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 
B 

No. Loe ID 
1 B42 
2 B22 
3 B2 
4 C12 
5 C32 
6 C41 
6 C41 ADQ 
6 C41 ADQ 
6 C41 A'DQ 
6 C41 ADQ 
7 C21 
7 C21 QDQ 
7 C21 OM 
7 C21 CM 
8 C1 
9 B11 

10 B31 CM 
10 B31 
10 B31 ADQ 
10 B31 ADQ 
11 A41 
12 A21 OM 
12 A21 CM 
12 A21 CDQ 
12 A21 CM 
12 A21 CM 
12 A21 
12 A21 
13 A1 CM 
13 A1 AZQ 
13 A1 
13 A1 
14 D11 AQ 
14 D11 AQ 
15 D31 c~ 
15 D31 CM 
15 D31 
15 D31 
15 D31 
15 D31 
16 B44 
16 B44 
17 B24 
18 B4 ADQ 
19 C14 CM 
19 C14 CM 
19 C14 
19 C14 
20 C34 ADQ 
20 C34 ADQ 
20 C34 
20 C34 
21 C43 OD 
21 C43 CD 
21 C43 AO 
21 C43 AQ 
21 C43 AQ 
21 C43 
21 C43 
21 C43 
21 C43 
22 C23 OD 
22 C23 CD 
23 C3 CM 
23 C3 OM 
23 C3 CM 
23 C3 
23 C3 
24 B13 
25 B33 
26 B42 CM 
26 B42 CM 
26 B42 CM 

Final 

CC2-L6-1CA-100504 
OriQinal Analysis 
Prim Tot Class Len Wid Asp ID Prim 
NSD NSD 
NSD NSD 
NSD NSD 
NSD NSD 
NSD NSD 

CMQ 1 
1 MD1-0 20 15 1.3 AQ 2 

1 MF 4 0.75 5.3 AQ 
2 MD1-0 20 15 1.3 

2 MF 1.5 0.5 3 
AQ 3 

3 S F 1 0.05 20 
4 MD1-0 20 ao 1 

4 MF 0.65 0.05 13 
NSD NSD 
NSD NSD 

5 5 F 1 0.01 100 CD 5 
AQ 4 

6 MD1-0 6 6 1 
6 MF 5 0.85 5.9 

NSD AQ 6 
7 MD2-0 15 6 2.5 

7 MF 0.75 0.05 15 
8 MB 2 0.15 13 

8 MD1 -0 2.5 2 1.2 CD 7 
9 MF 0.75 0.1 7.5 CD 

CD 8 
CD 

9 10 F 0.75 0.05 15 CD 9 
10 11 f 1 0.2 5 

AQ 10 
AQ 

11 MD1-1 20 15 1.3 OQ 11 
12 MF 15 2 7.5 OQ 

12 MD1-0 8 8 1 
13 MF 1 0.05 20 

CD 12 
CD 
CD 
CD 13 

NSD CD 14 
CD 

NSD NSD 
13 14 F 10 1 10 AQ 15 
14 MD1-0 4 1.2 3.3 CD 17 

15 MF 3 0.1 5 20 CD 
CD 16 
CD 

15 MD1-0 10 10 1 
16 MF 4.5 0.5 9 

AQ 18 
AQ 19 

16 "MD1-0 3 3 1 
17 MF 2.5 0.15 17 

17 MD2-0 10 7.5 1.3 
18 MF 4.5 0.65 6.9 
19 MF 2.5 0.4 6.2 

CD 20 
AQ 21 
AQ 
AQ 22 

18 MD1-0 20 20 1 NSD 
20 MF 0.65 0.05 13 

19 21 F 1.5 0.05 30 CD 23 
20 MD1-0 5 5 1 

22 MF 1.5 0.01 150 
CD 24 
CD 25 

NSD CD 26 
NSD NSD 

21 MD2-0 3.5 3.5 1 CD 27 
23 MF 1 0.05 20 CD 
24 MF 1 0.05 20 CD 
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QA Analysis 
Tot Class Len Wid Asp 

1 F 0.6 0.1 6 
MD1-0 18 8 2.2 

2 MF 4.8 1.2 4 

3 F 6 1.58 3.8 

5 F 1 0.03 33 
4 F 5 0.75 6.7 

6 F 3.3 1 3.3 

MD1-0 2 0.5 4 
7 MF 0.75 0.05 15 

MD1-0 20 15 1.3 
8 MF 1.8 0.1 18 
9 F 0.6 0.1 6 

MD 1-0 9 6 1.5 
10 MF 4.5 0.6 7.5 

MD1-1 18 8.5 2.1 
11 MF 14 2.5 5.6 

MD2-0 3 1.8 1.7 
12 MF 0.7 0.01 70 
13 MF 0.5 0.01 50 
14 F 1.1 0.08 14 

MD1-0 3.5 1.5 2.3 
15 MF 1.1 0.1 11 

16 F 9.3 1 9.3 
MD1-0 3.2 1.5 2.1 

18 MF 3.2 0.1 1 29 
MD1 -0 4 3 1.3 

17 MF 0.8 0.08 10 

19 F 4.3 0.5 8.6 
20 F 5 1.5 3.3 

21 F 2.8 0.1 28 
MD1-0 7 6 1.2 

22 MF 4.5 0.6 7.5 
23 F 2.5 0.38 6.6 

24 F 1.2 0.1 12 

25 F 1.2 0.01 120 
26 F 0.9 0.08 11 
27 F 0.8 0.1 8 

MD2-0 4 3 1.3 
28 MF 1 0.1 10 
29 MF 0.8 0.08 10 



:e 
t Count Gr No Loe. ID 

1 A 1 A2 COQ 
2 A 1 A2 co 

A 2 A4 
3 A 3 A23 AZ.Q 

A 3 A23 ADQ 
A 3 A23 AOQ 
A 4 A42 OM 
A 4 A42 OM 
A 4 A42 
A 4 A42 
A 5 A22 OM 
A 5 A22 CM 
A 5 A22 CM 
A 5 A22 
A 5 A22 
A 7 012 
A 8 032 
A 9 031 CD 
A 9 031 CM 
A 9 031 co 
A 9 031 OM 
A 9 031 CM 
A 10 01 OM 

4 A 10 01 co 
A 10 D1 CD 

5 A 10 D1 CD 
6 A 10 D1 CM 

A 10 01 CM 
A 10 01 
A 10 01 

-
A 11 A1 
A 12 A11 CM 
A 12 A11 OM 
A 12 A11 
A 12 A11 

7 A 13 A21 CM 
A 13 A21 CM 

8 A 13 A21 co 
A 13 A21 co 
A 13 A21 co 
A 13 A21 CM 
A 13 A21 CM 
A 13 A21 CM 
A 13 A21 CM 
A 13 A21 CM 
A 14 A31 
A 15 A40 CQ 
A 15 A40 CQ 
A 15 A40 co 
A 15 A40 CM 

9 A 15 A40 CM 
A 15 A40 

10 B 16 B10 co 
11 B 16 B10 CMQ 

B 16 B10 CMQ 
B 17 B30 

12 B 18 B42 CD 
B 18 B42 

13 B 19 B22 co 
B 19 B22 ADQ 

14 B 19 B22 co 
B 19 B22 co 
B 20 B2 
B 21 C12 

15 B 22 C32 CMQ 
B 22 C32 CD 

16 B 23 C40 co 
B 23 C40 co 

LSH306975 

Final 

SFBC-H2-1FD-100604 
Oriqinal Analysis 
Prim Tot Class Len Wid Asp ID Prim 

1 1 F 2.6 0.04 65 co 3 
2 2F 0.51 0.04 13 co 4 

NSD NSD 
3 3 F 9 1 9 AD 11 
4 MD1-1 50 25 2 

4 MF 9 1.2 7.5 
5 51 F 1 0.05 20 
6 6 F 0,6 0,05 10 

CD 1 
CD 

1 MD1-0 50 ~5 2 
7 MF 3.5 0.1 35 

8 8 F 0,5 0.05 1~ 
co 2 
co 

NSD NSD 
NSO NSO 

9 MD2-0 6 5 1.2 NSD 
9 MF 1.5 0.1 15 

10 MF 0.6 0.1 6 
10 MD1-0 2.5 2.5 1 

11 MF 1 0.1 10 
11 12 F 3 0J071 300 
12 13 F 0.5 0.05 10 co 6 
13 14 F 2.5 0.05 5(j 
14 15 F 0.8 0.05 16 co 8 
15 MD1-0 7.5 5 1.5 co 10 

16 MF 1.5 0.01 150 co 
co 7 
co 9 

NSD NSO 
./1 6 17 F 0,6 0.05 12 
H 18 F 0,5 0.01 50 

co 5 
co 

18 MD1-0 10 10 1 co 13 
19 MF 1 0. 1 10 CD 

19 20 F 0.5 0.05 10 co 12 
20 MD1-0 40 w 2 

21 MF 2.5 0.1 25 
21 2~F 0.5 0.0~ 10 

co 14 
CD 
AD 15 
co 

NSD NSD 
22 MD3-0 15 15 1 

23 MB 2.5 0.25 10 
24 MF 1 0.05 20 
25 MF 1 0.01 100 

23 26 F 1 0.01 100 co 16 
co 17 

24 27 F 1 0.15 6.7 co 23 
25 MD1-0 2.7 1.8 1.5 CD 24 

28 MF 2.7 0.15 18 co 
NSD NSD 

26 29 F 2 0.1 20 co 19 
CD 18 

27 30 F 1.2 0.1 12 CMQ 20 
28 31 F 5.4 1 5.4 
29 MD1-1 10 5.5 1.8 CMQ 21 

32 MF 5.1 0.08 64 CMQ 
NSD NSD 
NSD NSD 

30 33 F 2.3 0.2 12 AQ 22 
31 34 F 1.7 0,1 17 
32 MD1-0 4 3 1.3 CD 25 

35 MF 3 0.08 38 CD 
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QAAnaly;is 
Tot Class Len W id Asp 

3 F 2.6 0.03 87 
4F 0.52 0.11 4 .7 

11 F 9 0.8 11 

MD1-0 9 6 1.5 
1 MF 0.6 0.01 60 

MD1-0 8 5 1.6 
2 MF 3 0.1 30 

6 F 0.5 0.02 25 

8F 0.6 0.11 5.5 
MD1-0 9.5 4 2.4 

10 MF 1.5 0.1 15 
7F 1.3 0.05 26 
9F 1 0.08 12 

MD1-0 10 5 2 
5 MF 2 0.12 17 

MD1-0 9 5 1.8 
13 MB 0.6 0.15 4 
12 F 0.8 0.05 16 

MD1-0 4 3 1.3 
14 MF 3 0.08 38 

MD1-1 20 15 1.3 
15 MF 10.5 1.8 5.8 

16 F 1.2 0.1 12 
17 F 0.7 0.08 8.8 
23 F 1.1 0.13 8.5 

MD1-0 2.7 1.8 1.5 
24 MF 2.7 0.15 18 

19 F 1.8 0.1 18 
18 F 0.7 0.08 8.8 
20 F 1.3 0.1 13 

MD1-0 15 7 2.1 
21 MF 4 0.11 36 

22 F 2.4 0.12 20 

MD1-0 4 3.2 1.2 
25 MF 3 0.09 33 



-
Count Gr No. Loe. ID 

A 1 844 
A 2 824 
A 3 84 

1 A 4 C14 AZQ 
2 A 4 C14 AQ 

A 5 C34 
A 6 C43 
A 7 C23 
A 8 C3 
A 9 813 
A 10 833 
A 11 842 

3 A 12 822 AQ 
A 12 822 AQ 
8 13 844 
8 14 824 
8 15 84 
8 16 C14 

4 8 17 C34 AQ 
8 17 C34 AQ 
8 18 C43 AQ 
8 19 C23 
8 20 C3 
8 21 813 
8 22 833 
8 23 842 

LSH306975 

Final 

JOGB-H2-5TR-100704 

Original Analysis 
Prim Tot Class Len Wid Asp ID 
NSD 
NSD 
NSD 

1 1 F 1.2 0.2 6 AQ 
2 2 F 0.7 0.2 3.5 AQ 

NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

3 MD1-1 12 3 4 AQ 
3 MF 7 0.55 13 AQ 

NSD 
NSD 
NSD 
NSD 

4 MD1-0 2 1.5 1.3 AQ 
4 MF 2 0.4 5 AQ 

5 SF 3 0.95 32 
NSD 
NSD 
NSD 
NSD CD 
NSD 
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-
QA Anal11sis 

Prim Tot Class Len Wid Asp 
NSD 
NSD 
NSD 

2 2 F 1.2 0.38 3.2 
1 1 F 0.75 0.25 3 

NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

3 MD1-1 12 3.8 3.2 
3 MF 7.8 0.6 13 

NSD 
NSD 
NSD 
NSD 

4 MD1-0 2 1 2 
4 MF 2 0.38 5.3 

NSD 
NSD 
NSD 
NSD 

5 SF 1.3 0.08 16 
NSD 



Count Gr No. Loe. ID 
A 1 A43 
A 2 A13 

1 A 3 D3 AZQ 
A 4 D33 AQ 
A 5 D41 
A 6 D11 
A 7 A21 
A 8 840 
A 9 810 
A 10 C20 
A 11 C42 
A 12 C12 
B 13 A43 CDQ 
B 13 A43 CDQ 
B 13 A43 
B 13 A43 

2 B 14 A13 AQ 
B 14 A13 AQ 
B 14 A13 
B 15 D3 
B 16 D33 
B 17 D40 

3 B 18 D10 AQ 
B 19 A20 
B 20 831 
B 21 C1 
B 22 C30 

4 B 23 C32 AQ 

LSH306975 

Final 

CPS-H2-4FD-100704 

Original Analysis 
Prim Tot Class Len Wid Asp ID 
NSD 
NSD 

1 1 F 1.5 0.3 5 AQ 
2 2F 2.fl 0.6 4.7 

NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

3 MD1 -0 5.2 2 2.6 
3 MB 2.5 0.15 17 

CD 
CD 

4 4 F 9.5 1.8 5.3 AQ 
5 58 2.5 0.7 3.6 -

AQ 
NSD 
NSD 
NSD 

6 6 F 13 2 6.5 AQ 
NSD 
NSD 
NSD 
NSD 

7 7 F 2.6 0.5 5.2 AQ 
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-
QA Analysis 

Prim Tot Class Len Wid Asp 
NSD 
NSD 

1 1 F 1.7 0.3 5.7 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

2 MD1 -0 5.5 3.5 1.6 
2 MF 1 0.1 10 

4 4 F 9 1.8 5 

3 3 F 2 0.6 3.3 
NSD 
NSD 
NSD 

5 5 F 11.5 1.8 6.4 
Not Analyzed 
NSD 
NSD 
NSD 

6 6 F 2.5 0.5 5 



-
Count Gr No. Loe. ID 

A 1 A21 
1 A 2 A42 AZQ 

A 3 A2 
A 4 022 
A 5 042 
A 6 041 
A 7 011 
A 8 810 
A 9 840 
A 10 812 
A 11 C12 
8 12 C10 
8 13 C30 
8 14 041 AQ 
8 14 041 
8 14 041 
8 15 011 
8 16 A11 
8 17 A41 
8 18 840 
8 19 810 
8 20 82 
8 21 832 

2 8 22 834 AQ 
C10 

LSH306975 

Final 

CPS-H2-14FD-100704 

Original Analysis 
Prim Tot Class Len Wid Asp ID 
NSD 

1 1 F 7 2 3.5 AQ 
NSO 
NSO 
NSO 
NSO 
NSO 
NSO 
NSO 
NSD 
NSO 
NSD 
NSD 

2 2 F 2.7 0.18 15 
AQ 
AQ 

NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSO 

3 3 F 14 4 3.5 AQ 
Not Analyzed 
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-
QA Analysis 

Prim Tot Class Len Wid Asp 
NSD 

1 1 F 5.8 1.7 3.4 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

2 MO1-0 3.8 1 3.8 
2 MF 3.8 0.2 19 

NSD 
NSD 
NSD 
NSD 
Not Analyzed 
NSD 
NSD 

3 3F 13 3.8 3.4 
NSD 



Count Gr No. Loe. ID 
1 A 1 A22 AZQ 

A 2 D2 
A 3 D22 
A 4 D40 
A 5 D10 
A 6 A20 

2 A 7 A40 AQ 
A 8 C10 
A 9 C40 
A 10 C32 
A 11 82 
A 12 822 
8 13 A2 
8 14 D22 
8 15 D40 
8 16 D10 
8 17 A20 CDQ 

3 8 17 A20 CDQ 
8 17 A20 CMQ 
8 18 841 
8 19 811 
8 20 C21 
8 21 C42 
8 22 C12 
8 23 812 

LSH306975 

Final 

CPS-H2-1PG-100704 

Original Analysis 
Prim Tot Class Len Wid Asp ID 

1 1 F 4.5 0.5 9AQ 
NSD 
NSD 
NSD 
NSD 
NSD 

2 2F 0.9 0.2 4.5 AQ 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

3 3F 1 0.05_ 20 
4 4 F 1.4 0.06 23 CQ 
5 5F 0.7 0.05 14 ·-

NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
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QAAnalvsis 
Prim Tot Class Len Wid Asp 

1 1 F 4.7 0.6 7.8 
NSD 
NSD 
NSD 
NSD 
NSD 

2 2F 0.9 0.25 3.6 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

3 3 F 1.5 0.05 30 

NSD 
NSD 
NSD 
NSD 
NSD 
NSD 



-· 
Count Gr No. Loe. ID 

1 A 1 842 AZQ 
A 2 812 
A 3 011 
A 4 031 
A 5 A40 
A 6 A20 
8 7 841 

2 8 8 821 ADQ 
8 9 C1 
8 10 01 
8 11 021 

LSH306975 

Final 

CC6-H6-2CP-100704 

Original Analysis 
Prim Tot Class Len Wid Asp ID 

1 1 F 8.5 1.3 6.5 AQ 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

2 2 F 4 0.35 11 AQ 
NSD 
NSD 
NSD 
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QA Analysis 
Prim Tot Class Len Wid Asp 

1 1 F 7.5 1.35 5.6 
NSD 
NSD 
NSD 
NSD 
NSD 
NSD 

.2 2 F 3.8 0.35 11 
NSD 
NSD 
NSD 



.... .... .., .,, ............ ., ., ~ ~ ...... 9' ... .,., •• - ., ., • ., ••••••.• - -- -- -- - -- -- --- • • 
Final 

CC6-L6-1CA-100704 

Original Analysis QAAnal11sis 
Count Gr No. Loe. ID Prim Tot Class Len Wid Asp ID Prim Tot Class Len Wid Asp 

I' 
A 1 833 NSD NSD 
A 2 813 NSD NSD 
A 3 C3 NSD NSD 
A 4 C23 NSD NSD 
A 5 C43 NSD NSD 
A 6 A21 NSD NSD 
A 7 A11 NSD NSD 

1 A 8 D1 AZQ 1 1 F 1.7 0.4 4.2 AQ 1 1 F 1.6 0.45 3.6 
2 A 9 D21 AZQ 2 MD1-1 11 8 1.4 AQ 2 MD1-1 10 6 1.7 

A 9 D21 AZQ 2 MF 5.2 1.2 4.3 AQ 2 MF 5.5 1.3 4.2 
A 10 A32 NSD NSD 
A 11 A22 NSD NSD 
A 12 A2 NSD NSD 
A 13 D2 NSD Not Analyzed 
A 14 D12 NSD NSD 

3 A 15 D22 ADQ 3 MD1-1 11.5 7 1.6 AQ 3 MD1-I 10.8 7 1.5 
A 15 D22 ADQ 3 MF 7 0.8 8.8 AQ 3 MF 6.5 0.75 8.7 
8 16 844 NSD NSD 
8 17 824 NSD NSD 
8 18 84 ADQ 4 4F 5.8 0.:/ 8.3 NSD 
8 19 C14 NSD AQ 4 4 F 5.8 0.7 8.3 
8 20 843 NSD NSD 
8 21 833 NSD NSD 
8 22 823 NSD NSD 
8 23 813 NSD NSD 

4 8 24 83 ADQ 5 6 F 2 0.35 5.7 AQ 5 5 F 2 0.2 10 
5 8 25 842 CDQ 6 6 F 1 0.05 20 CD 6 6 F 1.1 0.05 22 

8 26 832 NSD Not Analyzed 
8 27 822 NSD NSD 
8 28 812 NSD NSD 
8 29 831 NSD NSD 
8 30 821 NSD NSD 

LSH306975 Page 65 of 79 
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A. Appendix 2 

Photographs sh.owing .the various El .Oorado sample locations are contained in this . 
Appendix. The photographs were take_n from the Inter-net · · .·. . . . . . . · 

· . '(http:.//WWW.epa.gov/region9/toxic/noa/eldorado/intro1.html') .o_n August 29, 2005. · 
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